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Purpose: To assess the relationship between the retinal thickness analyzer (RTA) parameters, and those 
of the GDx VCC scanning laser polarimeter (GDx VCC), Stratus OCT optical coherence tomography (Stratus 
OCT), and Heidelberg retinal tomograph II confocal scanning laser ophthalmoscopy (HRT II).
Methods: Twenty‐nine primary open‐angle glaucoma patients were retrospectively included in this study. 
Measurements were obtained using the RTA, GDx VCC, Stratus OCT, and HRT II. We calculated the 
correlation coefficients between the parameters of RTA and those of the other studies.
Results: Among the optic disc parameters of RTA, the cup volume was best correlated with Stratus OCT 
(R=0.780, p<0.001) and HRT II (R=0.896, p<0.001). Among the posterior pole retinal thickness parameters, 
the posterior pole abnormally thin area (PPAT) of the RTA and the inferior average of the GDx VCC were 
best correlated (R=-0.596, p=0.001). The PPAT of the RTA and the inferior maximum of the Stratus OCT 
were best correlated (R=-0.489, p=0.006). The perifoveal minimum thickness (PFMT) of the RTA and the 
cup shape measurement of the HRT II were best correlated (R=-0.565, p=0.004).
Conclusions: Many RTA optic disc parameters were significantly correlated with those of the Stratus OCT 
and HRT II. The RTA posterior pole retinal thickness parameters were significantly correlated with those of 
the GDx VCC, Stratus OCT and HRT II. The RTA optic disc and posterior pole retinal thickness parameters 
may be valuable in the diagnosis of glaucoma. 
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Many experimental studies involving rats and monkeys 
demonstrate retinal ganglion cell layer loss when intraocular 
pressure is increased.1-3 The loss of ganglion cells was also 
proportionate to the cumulative intraocular pressure. In 
addition, about 50% of ganglion cells of the entire retina are 
present near the fovea.4 Therefore, measuring the retinal 
ganglion cell layer loss at the posterior pole could assist in 
measuring the peripapillary retinal nerve fiber layer (RNFL), 
and may also be important in the detection of glaucoma. Loss 

of the retinal ganglion cell layer at the posterior pole may 
be evaluated indirectly by measuring the retinal thickness.

The retinal thickness analyzer (RTA; Talia technology, 
Inc., USA) is an ophthalmic imaging device used for the 
mapping and quantitative measurement of retinal thickness 
and disc topography. It projects a Green He-Ne laser to the 
fundus, and the reflected laser is scanned by a charge-coupled 
device camera. There are two peak reflections at the level of 
the internal limiting membrane and the retinal pigment 
epithelium and the retinal thickness is calculated using these 
two peak reflections. Therefore, the RTA can be used to 
measure the retinal thickness at the posterior pole. Substantial 
loss of retinal ganglion cells occurs in the zone surrounding 
the fovea in glaucomatous eyes, so the RTA may be very 
useful for diagnosis of glaucoma.5,6 Clinically, the RTA may 
also be valuable in the diagnosis of many macular diseases, 
i.e., macular edema, macular holes, or epiretinal membranes.7-9
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Parameters Description

Posterior pole minimum thickness The minimum thickness value in the posterior pole region

Perifoveal minimum thickness The minimum thickness value in the perifoveal region

Posterior pole superior/ inferior asymmetry The ratio of the average over the superior half to the average over the inferior half of the 
posterior pole region

Perifoveal superior/ inferior asymmetry The ratio of the average over the superior half to the average over the inferior half in the 
perifoveal region

Posterior pole abnormally thin area The percentage of the posterior pole region, which is two standard deviations below normal

Perifoveal abnormally thin area The percentage of the perifoveal region, which is two standard deviations below normal

Posterior pole number of thin clusters The number of clusters that have at least four points that are two standard deviations 
below normal

Posterior pole pattern deviation The deviation of the patient’s posterior pole region from the normative values, as obtained 
from Talia’s database

Table 1. Retinal thickness analyzer parameters: posterior pole and peripapillary thickness

In addition to the RTA, there are many instruments 
available for early glaucoma detection, such as the GDx VCC 
scanning laser polarimeter (GDx VCC; Laser Diagnostic 
Technologies, Inc. San Diego, CA), Stratus OCT optical 
coherence tomography (Stratus OCT; Carl Zeiss Meditec Inc, 
Dublin, CA), and Heidelberg retinal tomograph II confocal 
scanning laser ophthalmoscopy (HRT II; Heidelberg 
Engineering, Heidelberg, Germany). 

The purpose of this study is to assess the relationship 
between the optic disc and posterior pole retinal thickness 
parameters using the RTA, GDx VCC, Stratus OCT, and 
HRT II.

Materials and Methods 

Subjects

The primary open angle glaucoma patients who were 
examined with RTA at Severance Hospital, Yonsei University 
College of Medicine were retrospectively identified from a 
patient database of the institute. Both eyes of each patient 
were included in the study, provided they satisfactorily 
fulfilled the entry criteria. Each eye had a best corrected 
visual acuity of 20/25 or better, a spherical‐equivalent 
refractive error between -5 and +5 diopters, clear ocular 
media with no clinically significant cataract, a normal open 
angle, and no previous intraocular surgical history. The 
patients had no other coexisting ocular diseases such as 
diabetic retinopathy, retinal venous occlusion, or epiretinal 
membranes.

The diagnosis of glaucoma was based on the presence of 
typical glaucomatous optic disc damage on stereoscopic 
examination (as judged by a glaucoma specialist, Y.J. Hong). 
The presence of a glaucomatous visual field loss, as 
measured by the standard automated perimetry (SAP; 
Humphrey Field Analyzer II, 30-2 Swedish interactive 
threshold algorithm standard strategy; Carl Zeiss Meditec 
Inc., Dublin, CA), also constituted a diagnosis of glaucoma. 

Measurements

All 29 subjects were examined with the RTA. Among 
them, 17 patients (30 eyes) underwent imaging with the RTA 
and GDx VCC, 17 patients (30 eyes) underwent imaging 
with the RTA and Stratus OCT, and 14 patients (24 eyes) 
were examined with the RTA and HRT II.

The RTA was used to determine the retinal thickness 
measurement at the posterior pole and was performed by one 
examiner. Thirty minutes before the examination, the pupil 
was dilated with mydriatics. Refractive error and corneal 
curvature were measured with an automated refract- 
keratometer (RK3, Canon, Tokyo, Japan). The Green He-Ne 
laser slim beam (543 nm) was projected on the retina, and 
a backscattered laser was detected with a charge-coupled 
device camera. The backscattered laser peaks twice at the 
level of internal limiting membrane and retinal pigment 
epithelium, and these two peaks were used to calculate the 
retinal thickness. A 3×3 mm area composed of 16 optical 
cross sections was scanned. Five such scans were obtained 
at the macula, three scans at the disc, and an additional five 
scans in the peripapillary area. The retinal thickness map was 
reconstructed and the parameters were calculated. All these 
data were analyzed by software version 4.20. If the 
reconstructed image was not of high quality, we either 
reexamined or excluded the image.

We divided the RTA parameters into two groups: the optic 
disc parameters and the posterior pole retinal thickness 
parameters. Optic disc parameters included the disc area, cup 
area, cup/disc area ratio, rim area, cup volume, rim volume, 
mean cup depth, maximum cup depth, cup shape measure, 
and height variation contour. The posterior pole retinal 
thickness parameters (Table 1) included the posterior‐pole 
minimum thickness (PPMT), the perifoveal minimum 
thickness (PFMT), the posterior-pole superior/inferior 
asymmetry (PPSIA), the perifoveal superior/inferior asymmetry 
(PFSIA), the posterior‐pole abnormally thin area (PPAT), 
the perifoveal abnormally thin area (PFAT), the posterior- 
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RTA & GDx VCC
(n=30)

RTA & Stratus OCT
(n=30)

RTA & HRT II
(n=24)

p-value

Age (years) 35.0±13.8 (14-62) 36.0±13.1 (19-62) 28.0±16.1 (14-67) 0.097
* 

Gender (M : F) 11:19 15:15 9:15 -

Eyes (Rt : Lt) 16:14 16:14 12:12 -

F=female; GDx VCC=GDx VCC scanning laser polarimeter; HRT II=Heidelberg retinal tomograph II confocal scanning laser 
ophthalmoscopy; Lt=left; M=male; Rt=right; RTA=retinal thickness analyzer; Stratus OCT=Stratus OCT optical coherence 
tomography; Values given as mean ±standard deviation; *One-way analysis of variance.

Table 2. Patient demographics

RTA Stratus OCT Correlation coeffeicient p-value

Cup volume (mm
3) 0.57±0.34 0.35±0.25 0.780 < 0.001*

Disc area (mm2) 3.27±0.62 2.68±0.42 0.667 < 0.001*

Cup area (mm
2
) 1.85±0.57 1.50±0.51 0.609 < 0.001*

Cup/disc ratio 0.56±0.10 0.56±0.16 0.489 0.006*

Rim area (mm
2) 1.42±0.35 1.18±0.45 0.333 0.072

RTA=retinal thickness analyzer; Stratus OCT=Stratus OCT optical coherence tomography; Values given as mean±standard deviation;

Statistical analysis was performed using the Pearson correlation coefficient; 
* p<0.05.

Table 3. Correlations between the optic disc parameters of the RTA and Stratus OCT

pole number of thin clusters (PPNT), and the posterior-pole 
pattern deviation (PPPD). Ocular fundus scanning was 
completed using the GDx VCC, Stratus OCT, and HRT II, 
and is described elsewhere.10-15 All tests were performed by 
one examiner in a single day.

Data Analysis

We compared the optic disc parameters of the RTA with 
those of the Stratus OCT and HRT II. We also compared the 
posterior pole retinal thickness parameters of the RTA with 
those of the GDx VCC and the Stratus OCT. Pearson 
correlation coefficients were calculated and p-values less than 
0.05 were considered statistically significant. Statistical 
analyses were carried out using the SPSS program for 
Windows, version 12.0 (SPSS Inc, Chicago, IL).

Results

Thirty eyes of 17 patients underwent imaging with RTA 
and GDx VCC, 30 eyes of 17 patients underwent imaging 
with RTA and Stratus OCT, and 24 eyes of 14 patients 
underwent imaging with RTA and HRT II. Differences in age 
and intraocular pressure between the groups were not 
statistically significant (Table 2).

Among the RTA and the Stratus OCT optic disc 
parameters, the disc area, cup area, cup/disc area ratio, and 
cup volume (except rim area) showed a statistically 
significant correlation (Table 3); cup volume proved to be the 
best correlated (R=0.780, p<0.001).

Among the RTA and HRT II optic disc parameters, the 
disc area, cup area, cup/disc area ratio, cup volume, rim 

volume, mean cup depth, maximum cup depth, cup shape 
measure, and height variation contour (except rim area) 
showed a significant correlation (Table 4); cup shape 
measurement was the best correlated (R=0.896, p<0.001)

Table 5 shows the correlation between the posterior pole 
retinal thickness of RTA and the GDx VCC RNFL thickness 
parameters. Among the RTA parameters, the PFMT, PPAT, 
PFAT, and PPNT were significantly correlated with the 
temporal-superior-nasal-inferior-temporal (TSNIT) average of 
the GDx VCC. PPAT and PFAT were significantly 
correlated, with a superior average of GDx VCC. PPAT, 
PFAT, and PPNT were significantly correlated, with an 
inferior average of GDx VCC. Among the parameters, the 
PPAT and inferior average showed the best correlation 
(R=-0.596, p=0.001).

When the RTA posterior pole retinal thickness parameters 
and the Stratus OCT RNFL thickness parameters were 
examined (Table 6), the PPAT and PFAT were found to be 
significantly correlated with the superior maximum, inferior 
maximum, and inferior average. Additionally, PPAT was 
correlated with the average thickness. Among them, the 
PPAT and inferior maximum were the best correlated 
(R=-0.489, p=0.006).

When the RTA posterior pole retinal thickness and HRT 
II RNFL thickness parameters were examined (Table 7), the 
PPAT and PFAT were significantly correlated with cup shape 
measurements, height variation contour, and mean RNFL 
thickness. Additionally, the PFMT and PPNT were correlated 
with the cup shape measurement. The PPMT was correlated 
with the height variation contour. Among these two 
parameters, the PFMT and cup shape measurement showed 
the best correlation (R=-0.565, p=0.004).



Smax Imax Iavg Avg. Thick

PPMT 0.210 (0.266) 0.298 (0.110) 0.253 (0.177) 0.127 (0.503)

PFMT 0.232 (0.218) 0.360 (0.051) 0.310 (0.096) 0.193 (0.307)

PPSIA -0.207 (0.273) -0.101 (0.594) -0.202 (0.284) -0.272 (0.146)

PFSIA -0.226 (0.229) -0.114 (0.548) -0.214 (0.257) -0.273 (0.145)

PPAT -0.435 (0.016
*) -0.489 (0.006*) -0.434 (0.016*) -0.380 (0.038*)

PFAT -0.413 (0.023*) -0.473 (0.008*) -0.417 (0.022*) -0.358 (0.052)

PPNT -0.096 (0.614) -0.269 (0.150) -0.155 (0.414) -0.053 (0.779)

PPPD 0.244 (0.194) -0.006 (0.976) 0.051 (0.787) 0.178 (0.347)

Avg. Thick=average thickness; Iavg=inferior average; Imax=inferior maximum; PFAT=perifoveal abnormally thin area; PFMT=perifoveal 
minimum thickness; PFSIA=perifoveal superior/inferior asymmetry; PPAT=posterior pole abnormally thin area; PPMT=posterior pole 
minimum thickness; PPNT=posterior pole number of thin clusters; PPPD=posterior pole pattern deviation; PPSIA=posterior pole 
superior/inferior asymmetry; Savg=superior average; Smax=superior maximum; Values given as correlation coefficient (p-value); Statistical 
analysis was performed using the Pearson correlation coefficient; 

* p<0.05.

Table 6. Correlation coefficients of the RNFL thickness parameters of the RTA and Stratus OCT
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TSNIT average Superior average Inferior average NFI

PPMT 0.293 (0.117) 0.280 (0.134) 0.176 (0.351) -0.262 (0.161)

PFMT 0.442 (0.015
*) 0.362 (0.050) 0.375 (0.041*) -0.402 (0.028*)

PPSIA -0.148 (0.436) -0.078 (0.683) -0.065 (0.733) 0.093 (0.626)

PFSIA -0.169 (0.372) -0.118 (0.536) -0.063 (0.743) 0.109 (0.565)

PPAT -0.540 (0.002
*) -0.448 (0.013*) -0.596 (0.001*) 0.568 (0.001*)

PFAT -0.537 (0.002
*) -0.444 (0.014*) -0.594 (0.001*) 0.564 (0.001*)

PPNT -0.401 (0.028
*) -0.313 (0.092) -0.426 (0.019*) 0.449 (0.013*)

PPPD -0.085 (0.656) 0.059 (0.756) -0.067 (0.724) 0.013 (0.945)

NFI=nerve fiber indicator; PFAT=perifoveal abnormally thin area; PFMT=perifoveal minimum thickness; PFSIA=perifoveal superior/ 
inferior asymmetry; PPAT=posterior pole abnormally thin area; PPMT=posterior pole minimum thickness; PPNT=posterior pole number 
of thin clusters; PPPD=posterior pole pattern deviation; PPSIA=posterior pole superior/inferior asymmetry; TSNIT=temporal- 
superior-nasal-inferior-temporal; Values given as correlation coefficient (p-value); Statistical analysis was performed using the Pearson 
correlation coefficient; * p<0.05.

Table 5. Correlation coefficients of the RNFL thickness parameters of the RTA and GDx VCC

RTA HRT II Correlation coefficient p-value

Cup shape measure -0.10±0.08 -0.11±0.10 0.896 <0.001
*

Mean cup depth (mm) 0.28±0.10 0.29±010 0.885 <0.001*

Cup volume (mm3) 0.50±0.38 0.29±0.25 0.863 <0.001*

Maximum cup depth (mm) 0.68±0.18 0.66±0.18 0.820 <0.001*

Height variation contour (mm) 0.28±0.10 0.36±0.14 0.766 <0.001*

Cup area (mm2) 1.71±0.76 0.95±0.57 0.763 <0.001*

Rim volume (mm3) 0.32±0.31 0.32±0.15 0.696 <0.001*

Cup/disc area ratio 0.51±0.19 0.38±0.18 0.682 <0.001*

Disc area (mm2) 3.31±0.61 2.26±0.67 0.540 0.006*

Rim area (mm2) 1.61±0.67 1.31±0.31 0.171 0.424

HRT II=Heidelberg retinal tomograph II confocal scanning laser ophthalmoscopy; RTA=retinal thickness analyzer; Values given as mean
±standard deviation; Statistical analysis was performed using the Pearson correlation coefficient; * p<0.05.

Table 4. Correlations between the optic disc parameters of the RTA and HRT II
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Cup shape measurement Height variation contour Mean RNFL thickness

PPMT -0.219 (0.303) 0.425 (0.038*) 0.315 (0.134)

PFMT -0.565 (0.004*) 0.370 (0.075) 0.317 (0.131)

PPSIA 0.394 (0.057) -0.273 (0.197) -0.210 (0.326)

PFSIA 0.390 (0.060) -0.280 (0.185) -0.224 (0.293)

PPAT 0.513 (0.010*) -0.487 (0.016*) -0.423 (0.039*)

PFAT 0.518 (0.010*) -0.491 (0.015*) -0.432 (0.035*)

PPNT 0.530 (0.008*) -0.321 (0.126) -0.281 (0.184)

PPPD 0.287 (0.174) -0.270 (0.202) -0.244 (0.251)

PFAT=perifoveal abnormally thin area; PFMT=perifoveal minimum thickness; PFSIA=perifoveal superior/inferior asymmetry; 
PPAT=posterior pole abnormally thin area; PPMT=posterior pole minimum thickness; PPNT=posterior pole number of thin clusters; 
PPPD=posterior pole pattern deviation; PPSIA=posterior pole superior/inferior asymmetry; RNFL=retinal nerve fiber layer; Values given 
as correlation coefficient (p-value); Statistical analysis was performed using the Pearson correlation coefficient; 

* p<0.05.

Table 7. Correlation coefficients of the RNFL thickness parameters of the RTA and HRT II

Discussion

In this study, the RTA optic disc and posterior pole retinal 
thickness parameters were correlated with the GDx VCC, 
Stratus OCT, and HRT II RNFL thickness parameters. 
Regarding the optic disc parameters, the cup volume of the 
RTA was best correlated with the Stratus OCT and HRT II. 
Regarding the posterior pole retinal thickness and the RNFL 
thickness parameters, the PPAT of the RTA were best 
correlated with the inferior average of GDx VCC and the 
inferior maximum of Stratus OCT. The PFMT of the RTA 
and cup shape measurement of HRT II were best correlated.

However, the mean values of the parameters were slightly 
different, perhaps due to the use of different kind of lasers 
and analysis methods. Comparing the RTA with the HRT II, 
the RTA projects a 543 nm He-Ne laser, detects reflection 
at the vitreoretinal surface, and constructs the optic disc 
topography. In contrast, the HRT II uses a 675 nm diode 
laser, detects reflection, and constructs the optic disc 
topography. In both tests, the cup and disc are divided by 
reference plane (which lies in 50 µm posterior to 
papillomacular bundle), and the disc margin is drawn by the 
examiner. After these processes, the optic disc parameters of 
the RTA and HRT II are calculated. The average means of 
the parameters may be different due to the individual 
examiners, who draw the margin of the optic disc.16 Since 
the same method of calculating the parameters was used and 
the parameters proved to be strongly correlated,, these 
differences in the mean values could be secondary to the 
different kind of lasers in each instrument. The Stratus OCT 
uses an 843 nm infrared light beam and generates a 
cross-sectional image of the retina. It uses the end of the RPE 
as the disc margin and finds a neural rim directly from the 
cross‐sectional image. Therefore, methods of calculating 
optic disc parameters between the RTA and Stratus OCT are 

different, and as such, may produce a difference in the 
means. Although the optic disc parameters of the RTA differ 
numerically with those of the Stratus OCT and HRT II, they 
are significantly correlated. Therefore, optic disc parameters 
of the RTA are useful, as well as those of the Stratus OCT 
and the HRT II.

Results of this study demonstrate that the peripapillary 
RNFL is significantly correlated with the posterior pole 
RNFL retinal thickness. This indirectly represents the retinal 
ganglion cell layer and RNFL in the posterior pole, and 
therefore the posterior pole parameters of the RTA may be 
a useful indicator of glaucoma. These results also support 
other studies.5 Substantial loss of retinal ganglion cells occurs 
in the zone surrounding the fovea in glaucomatous eyes, and 
the PFMT is a useful indicator of glaucoma.5 Three eyes 
showed a thin PFMT but normal NFI, TSNIT average, 
superior average, and inferior average range (Fig. 1). They 
also showed decreased sensitivities in visual field testing at 
the corresponding area of thinned retina (Fig. 2). These 
findings suggest that localized loss of ganglion cells in 
patients with glaucoma can precede an arcuate defect of the 
RNFL at the posterior pole. In the previous studies, it was 
demonstrated that loss of ganglion cell layer may occur 
before glaucomatous visual field changes.17,18 The RTA could 
be more advantageous than other instruments in certain 
circumstances for detecting early glaucomatous changes. On 
the other hand, three cases demonstrated a thick PFMT, but 
glaucomatous peripapillary RNFL parameters in the GDx 
VCC. In these cases, the entire posterior pole retinal 
thickness was increased on the RTA image map. This 
phenomenon may be due to the variation of perifoveal retinal 
cell density, which occurs in less than ten percent of the 
normal population.19 However, the diagnosis of glaucoma is 
not difficult because the patients have the characteristic 
glaucomatous optic disc and visual field changes (Fig. 2).
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Fig. 1. This patient has a normal range of the GDx parameters, but low RTA perifoveal minimum thickness. (A) The three-dimensional 
image map shows a thin retinal area, inferior and nasal to the macula (B) The deviation probability map shows a thin retinal area inferior 
and nasal to the macula, and the perifoveal thin retinal area (C) Visual field testing shows a decreased sensitivity at the corresponding area 
of thin retina.

Of note, between the RTA and HRT II parameters, the 
PFMT is significantly correlated with the cup shape 
measurement, which is the most valuable indicator for 
detecting glaucoma in HRT.20,21 The posterior pole abnormally 
thin area and perifoveal abnormally thin area were also 
significantly correlated with cup shape measurement, height 
contour variation, and mean RNFL thickness. Therefore, 
these parameters may be useful indicators of glaucoma.

Our study is not without limitations. Our sample size may 
not have been sufficient to detect small but real relations 
among the parameters that we found were not associated with 
each other. Analyses of several parameters were suggestive 
of an association, but the sample size was too small for 
definitive conclusions. In addition, our study design which 
allowed the inclusion of both eyes of one person if each eye 

satisfied the inclusion criteria, may have influenced the 
results of statistical analysis.

In summary, the RTA optic disc parameters have different 
numerical values as compared to that of the Stratus OCT and 
HRT II. However, other significant correlations between the 
RTA, Stratus OCT and HRT II could prove to be valuable 
in clinical use. In addition, the PPAT and PFMT of the RTA 
were significantly correlated with the peripapillary RNFL 
parameters of the GDx VCC, Stratus OCT, and HRT II and 
these parameters could be used as indicators for detecting 
glaucoma.
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Fig. 2. This patient has a normal RTA perifoveal thickness and glaucomatous GDx parameters. (A) and (B) A three dimensional map and 
deviation probability shows normal retinal thickness. (C) Visual field testing shows a superior arcuate scotoma.

retinal damage in the episcleral vein cauterization rat 
glaucoma model. Exp Eye Res 2006;82;219-28.

 2. Ji J, Chang P, Pennesi ME, et al. Effects of elevated 
intraocular pressure on mouse retinal ganglion cells. Vision 
Res 2005;45:169-79.

 3. Guo L, Moss SE, Alexander RA, et al. Retinal ganglion 
cell apoptosis in glaucoma is related to intraocular pressure 
and IOP-induced effects on extracellular matrix. Invest 
Ophthalmol Vis Sci 2005;46:175-82.

 4. Glovinsky Y, Quigley HA, Pease ME. Foveal ganglion cell 
loss is size dependent in experimental glaucoma. Invest 
Ophthalmol Vis Sci 1993;34:395-400.

 5. Tanito M, Itai N, Ohira A, Chihara E. Reduction of 
posterior pole retinal thickness in glaucoma detected using 
the Retinal Thickness Analyzer. Ophthalmology 2004;111: 
265-75.

 6. Cvenkel B. Retinal thickness at the posterior pole in 
glaucoma and ocular hypertension. Graefes Arch Clin Exp 
Ophthalmol 2004;242:920-5.

 7. Arsani S, Zeimer R, Goldberg MF, Zou S. Application of 
rapid scanning retinal thickness analysis in retinal diseases. 

Ophthalmology 1997;104:1145-51.
 8. Leibovitch I, Azmon B, Pianka P, et al. Macular hole 

secondary to branch retinal vein occlusion diagnosed by 
Retinal Thickness Analyzer. Ophthalmic Surg Lasers 
Imaging 2003;34:53-6.

 9. Funatsu H, Yamashita H, Shimizu E, et al. Quantitative 
measurement of retinal thickness in patients with diabetic 
macular edema is useful for evaluation of therapeutic 
agents. Diabetes Res Clin Pract 2004;66:219-27.

10. Reus NJ, Colen TP, Lemij HG. Visualization of localized 
retinal nerve fiber layer defects with the GDx with 
individualized and with fixed compensation of anterior 
segment birefringence. Ophthalmology 2003;110:1512-6.

11. Budenz DL, Michael A, Chang RT, et al. Sensitivity and 
specificity of the StratusOCT for perimetric glaucoma. 
Ophthalmology 2005;112:3-9.

12. Reus NJ, Lemij HG. The relationship between standard 
automated perimetry and GDx VCC measurements. Invest 
Ophthalmol Vis Sci 2004;45:840-5.

13. Medeiros FA, Zangwill LM, Bowd C, et al. Evaluation of 
retinal nerve fiber layer, optic nerve head, and macular 



KT Ma, et al. RELATIONSHIP BETWEEN THE RTA, GDX VCC, STRATUS OCT AND HRT II 

17

thickness measurements for glaucoma detection using 
optical coherence tomography. Am J Ophthalmol 2005;139: 
44-55.

14. Harasymowycz PJ, Papamatheakis DG, Fansi AK, et al. 
Validity of screening for glaucomatous optic nerve damage 
using confocal scanning laser ophthalmoscopy (Heidelberg 
Retina Tomograph II) in high‐risk populations: a pilot 
study. Ophthalmology 2005;112:2164-71.

15. Strouthidis NG, White ET, Owen VM, et al. Factors 
affecting the test‐retest variability of Heidelberg retina 
tomograph and Heidelberg retina tomograph II measurements. 
Br J Ophthalmol 2005;89:1427-32.

16. Martinez de la Casa JM, Garcia Feijoo J, Castillo Gomez 
A, Garcia Sanchez J. Correlations between retinal thickness 
analyzer (RTA) and confocal scanning laser tomography 
(HRT) in optic disc analysis. Arch Soc Esp Oftalmol 
2004;79:21-5.

17. Quigley HA, Addicks EM, Green WR. Optic nerve damage 
in human glaucoma. III. Quantitative correlation of nerve 
fiber loss and visual field defect in glaucoma, ischemic 
neuropathy, papilledema, and toxic neuropathy. Arch 
Ophthalmol 1982;100:135-46.

18. Harwerth RS, Carter‐Dawson L, Shen F, et al. Ganglion 
cell losses underlying visual field defects from experimental 
glaucoma. Invest Ophthalmol Vis Sci 1999;40:2242-50.

19. Asrani S, Zou S, d’Anna S, et al. Noninvasive mapping of 
the normal retinal thickness at the posterior pole. 
Ophthalmology 1999;106:269-73.

20. Brigatti L, Caprioli J. Correlation of visual field with 
scanning confocal laser optic disc measurements in 
glaucoma. Arch Ophthalmol 1995;113:1191-4.

21. Bathija R, Zangwill L, Berry CC, et al. Detection of early 
glaucomatous structural damage with confocal scanning 
laser tomography. J Glaucoma 1998;7:121-7.


