
Yonsei Med J   http://www.eymj.org   Volume 56   Number 1   January 2015154

Effect of  the Starting Point of  Half-Pin Insertion  
on the Insertional Torque of  the Pin at the Tibia

Sung-Jae Kim, Sung-Hwan Kim, Young-Hwan Kim, and Yong-Min Chun
Department of Orthopaedic Surgery, Arthroscopy and Joint Research Institute, 

Severance Hospital, Yonsei University College of Medicine, Seoul, Korea.

Received: February 27, 2014
Revised: March 29, 2014
Accepted: April 4, 2014
Corresponding author: Dr. Yong-Min Chun, 
Department of Orthopaedic Surgery, 
Arthroscopy and Joint Research Institute, 
Severance Hospital, 
Yonsei University College of Medicine,
50-1 Yonsei-ro, Seodaemun-gu, 
Seoul 120-752, Korea.
Tel: 82-2-2228-5679, Fax: 82-2-363-6248
E-mail: min1201@hanmail.net

∙ The authors have no financial conflicts of 
interest.

© Copyright:
Yonsei University College of Medicine 2015

This is an Open Access article distributed under the 
terms of the Creative Commons Attribution Non-
Commercial License (http://creativecommons.org/ 
licenses/by-nc/3.0) which permits unrestricted non-
commercial use, distribution, and reproduction in any 
medium, provided the original work is properly cited.

Purpose: The authors have observed a failure to achieve secure fixation in elderly 
patients when inserting a half-pin at the anteromedial surface of the tibia. The pur-
pose of this study was to compare two methods for inserting a half-pin at tibia di-
aphysis in elderly patients. Materials and Methods: Twenty cadaveric tibias were 
divided into Group C or V. A half-pin was inserted into the tibias of Group C via the 
conventional method, from the anteromedial surface to the interosseous border of 
the tibia diaphysis, and into the tibias of Group V via the vertical method, from the 
anterior border to the posterior surface at the same level. The maximum insertion 
torque was measured during the bicortical insertion with a torque driver. The thick-
ness of the cortex was measured by micro-computed tomography. The relationship 
between the thickness of the cortex engaged and the insertion torque was investigat-
ed. Results: The maximum insertion torque and the thickness of the cortex were 
significantly higher in Group V than Group C. Both groups exhibited a statistically 
significant linear correlation between torque and thickness by Spearman’s rank cor-
relation analysis. Conclusion: Half-pins inserted by the vertical method achieved 
purchase of more cortex than those inserted by the conventional method. Consider-
ing that cortical thickness and insertion torque in Group V were significantly greater 
than those in Group C, we suggest that the vertical method of half-pin insertion 
may be an alternative to the conventional method in elderly patients.
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INTRODUCTION

When using an external fixator to treat an open fracture with severe tissue damage, 
solid fixation and its maintenance are imperative to promoting bone healing, re-
gardless of whether the fixator is used as a temporary damage control frame or as a 
definitive treatment frame. However, loosening of a screw or pin is a common 
problem in external fixation, and this loosening can cause instability at the pin-cor-
tex interface, as well as pin site infection.1-5 Osteoporosis, a frequent comorbidity 
in elderly patients, increases the likelihood of loosening.6 Although osteoporosis is 
characterized by thinner cross-linking within trabecular bone and follows a de-
crease in cancellous bone mineral density, cortical bone density also decreases.7 
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determine where the half-pin should be inserted at the mid-
shaft of the tibia to compare the insertion torque by inser-
tion site. A pilot study revealed that even on the same medi-
al surface or anterior border of the tibia, the insertion torque 
and the amount of cortical thickness engaged differed ac-
cording to the insertion site or level. Thus, regardless of 
method, the author decided to insert the screw at the same 
level of the mid-shaft of the tibia in each specimen. The 
level of the insertion site was 2 cm below the midpoint of 
the tibia lengthwise, a point which is also near the mid-por-
tion of the diaphysis. Following the conventional method 
(Group C), the screw was inserted across the near and far 
cortices at the mid-portion of the anteromedial surface and 
perpendicular thereto, passing through the interosseous bor-
der of the tibia. In the vertical method (Group V), the screw 
was inserted across both cortices perpendicular to the ante-
rior border of the tibia, also passing perpendicular to the 
posterior surface (Fig. 3). 

In the pilot study, the effect size was 1.4 (mean difference: 
70; standard deviation: 50), and 10 cases were needed to 
generate a statistical power of 80% with a two-sided α level 
of 0.05. Thus, ten fresh cadaveric tibias were used (age 
ranged from 65 to 84 years old; mean age, 73±6 years). 
None of the tibias exhibited gross deformity or had under-

The cortical thickness of the diaphysis decreases and the 
medullary canal width increases; these changes can affect 
the fixation capacity of screws or pins because fewer threads 
are able to purchase the cortex.1

When fixing a tibia shaft fracture with half-pins and an 
external fixator, the screws are generally inserted at the an-
teromedial surface of the tibia and pass through the interos-
seous border of the tibia.8 However, the authors have ob-
served a failure to achieve secure fixation in elderly patients 
when inserting a half-pin at this site. The cross-section of the 
tibia diaphysis is triangular, and the anterior border is gener-
ally thicker than other medial or interosseous borders (Fig. 
1). Thus, the authors hypothesized that a pin inserted at the 
anterior border through the posterior surface of the tibia 
could purchase the thickest portion of cross-section and in-
crease fixation stability, especially in osteoporotic bone. In 
practice, when a pin did not seem to have “purchased the 
cortex solidly” on insertion at the anteromedial surface of 
the tibia diaphysis in an elderly patient, the authors switched 
the insertion site from the anteromedial surface to anterior 
border of the tibia. Then, the authors could sense that the 
pins were solidly inserted and fixed. However, few studies 
have reported on the relationship between fixation stability 
and the length of the tibia diaphysis cross-section or the 
thickness of the cortex engaged by the pin.

The purpose of this study was to compare the insertion 
torque of half-pins achieved by the conventional method 
(inserted from the anteromedial surface to the interosseous 
border) with that achieved by the vertical method (from the 
anterior border to the posterior surface). Furthermore, the 
authors compared the cortical thickness engaged in each 
method using micro computed tomography (micro CT) and 
assessed the relationship between engaged cortical thickness 
and insertion torque. The authors hypothesized that the ver-
tical method would achieve higher insertion torque (greater 
purchase of the cortex) and the cortical thickness at the ante-
rior border and posterior surface would be greater than that 
at the anteromedial surface and interosseous border. 

MATERIALS AND METHODS

Study design and specimen preparation to measure 
maximum insertion torque
Since no information is available on the insertion torque of 
Schanz screws (Synthes, 5.0×120 mm; thread length=40 mm, 
Oberdorf, Switzerland) (Fig. 2) at the tibia, we needed to 

Fig. 1. Cross-section of the right tibia diaphysis. A, anterior border; I, inter-
osseous border; M, medial border.

Fig. 2. Schanz screw (5.0×120-mm; thread length=40 mm).
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drill bit, a pilot hole was created across the near and far cor-
tices. A torque driver [FTD4000CN2-S (torque range, 50‒ 
400 cN·M), TOHNICHI MFG. Co., Tokyo, Japan] (Fig. 4) 
was used. The torque driver was assembled at the end of 
the 5.0-mm Schanz screw. A measurement of the maximum 
torque was made during the insertion of the screw into the 
pilot hole through the near cortex until it engaged the far 
cortex. Another 1-cm skin incision was made at midpoint 
of the tibia lengthwise (same level of the previous insertion 
on the anteromedial surface) on the anterior border of the 
tibia. Then, another pilot hole was created perpendicular to 
the anterior border. Maximum torque was measured in the 
same manner as with the conventional method. All proce-
dures were performed by a single surgeon to maintain uni-
formity between experiments. Institutional Review Board 
approval with a waiver of informed consent was obtained. 

Analysis of cortical thickness with use of micro 
computed tomography (micro CT)
All of specimens underwent micro CT analysis (NFR Polar-
is-G90MVC, Cardiac Gating Model, Jeonju, Korea). The 
cortical thickness at the point where the holes were created 
was measured and the cortical thickness (Group C, antero-
medial surface and interosseous border; Group V, anterior 
border and posterior surface) for each group was calculated. 
Because creating the hole was performed prior to micro CT, 
the cortical thickness could not be measured on the image 
that included the holes. Instead, the image just proximal to 
the image where the holes started to appear was used (Fig. 
5). To enhance the reliability in measuring the cortical thick-
ness, two orthopaedic surgeons measured the values inde-
pendently, and the intra-class correlation coefficient (ICC) 
for inter-observer reliability was calculated. 

Statistical analysis
Statistical analysis was performed using IBM SPSS Statis-
tics, Version 20 (IBM, New York, NY, USA). The Mann-
Whitney test was used to compare the insertion torque and 
cortical thickness between two groups. To investigate the 
correlation between insertion torque and cortical thickness, 
Spearman’s rank correlation analysis was used. The level of 
significance was set at p<0.05. 

RESULTS
 

The value of the maximum insertion torque (mean and stan-

gone previous surgical history. Specimens were stored fro-
zen at -20°C and thawed for 24 hours at room temperature 
prior to use. A 1-cm skin incision was made at the insertion 
site (2 cm below the midpoint of the tibia lengthwise) on 
the anteromedial surface of the diaphysis. Using a 3.5-mm 

Fig. 3. Orientation of Schanz screws inserted by the conventional method 
and vertical method. C, conventional method, from the anteromedial sur-
face to the interosseous border; V, vertical method, from the anterior bor-
der to the posterior surface.

Fig. 5. Cortical thickness at the cross-section of the tibia diaphysis. A, anteri-
or border of the tibia; M, medial border; I, interosseous border. Blue arrow: 
cortical thickness in Group C. Red arrow: cortical thickness in Group V.

Fig. 4. Torque driver for measuring the insertion torque of the Schanz 
screws. 
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drill with a mallet. 
Nevertheless, as we hypothesized, the insertion torque 

achieved by the vertical method was significantly greater 
than that achieved by the conventional method; the percent 
difference in torque between the two methods was approxi-
mately 57%. Furthermore, the sum of the cortical thickness 
engaged by half-pins inserted via the vertical method was 
significantly greater than that for pins engaged via the con-
ventional method; the percent difference in cortical thick-
ness was approximately 68%. It is unclear whether these re-
sults can be applied to relatively young patients with good 
bone quality. However, in elderly patients with wide bone 
marrow canals and thinner cortex,1 these outcomes may be 
meaningful. 

Despite recent advances in locked plating that allow for 
more solid fixation, it is still challenging to satisfactorily 
stabilize osteoporotic fractures in elderly patients. External 
fixation is unavoidable in cases of open fracture that require 
soft tissue management when internal fixations are not fea-
sible. Although external fixation is regarded as a valuable 
modality of fracture treatment, owing to the advantages of 
minimal invasiveness, stability, and facilitation of joint mo-
bility,9 these advantages are more difficult to realize in os-
teoporotic fractures. To avoid fixation failure at the bone and 
pin interface, which is a potential problem of external fixa-
tion, several important factors should be considered: patient-
related factors, implant-related factors, and technique-relat-
ed factors. Despite remarkable developments in implant 
design and techniques, patient-related factors, such as poor 
bone quality and thin cortex due to aging and osteoporosis, 
are still challenging to overcome. Age and osteoporosis can 
deteriorate bone quality and reduce cortical thickness, which 
can increase the chance of pin or screw loosening.10-12 Rus-
so, et al.10 reported that age-related bone loss reduced corti-
cal thickness and increased intracortical porosity even in 
long bones such as the tibia. 

For elderly patients, the engagement of as much of the 
cortex as possible by a pin thread is necessary. As revealed 
in the current study, the amount of cortical thickness en-
gaged and insertion torque resistance were directly related. 

dard deviation) was 160.0±44.4 cN·M (range, 80‒240 
cN·M) in Group C and 251.7±71.9 cN·M (range, 110‒360 
cN·M) in Group V. There was a significant difference be-
tween the groups (p=0.001). The percentage difference be-
tween Groups C and V was 56.6±21.9% (range, 8.3‒92.3%). 
The sum of cortical thickness (mean and standard deviation) 
was 4.3±1.8 mm (range, 2.4‒7.8 mm; ICC=0.889) for Group 
C and 7.5±3.8 mm (range, 2.96‒14.5 mm; ICC=0.867) for 
Group V. There was a significant difference between the 
groups (p=0.001). The percentage difference between Groups 
C and V was 67.8±36.3% (range, 12.5‒132.1%) (Table 1). 

Both groups exhibited a statistically significant linear cor-
relation between insertion torque and cortical thickness by 
Spearman rank’s correlation analysis (r=0.803, p<0.001, 
Group C; r=0.787, p<0.001, Group V).

DISCUSSION

The purposes of this study were to measure the maximum 
torque of the half-pin inserted at the tibia diaphysis by the 
conventional method (Group C) or the vertical method 
(Group V) and to investigate the relationship between the 
maximum torque and the cortical thickness at the insertion 
site. When applying a half-pin external fixator to the tibia, as 
most orthopaedic surgeons do in practice, Ziran, et al.8 indi-
cated that the anteromedial surface is best suited for 5-mm 
pins, due to the absence of soft tissue and easy access at this 
site. Ziran, et al. also recommended that the pin be inserted 
perpendicular to the anteromedial surface of the tibia. This 
method may be convenient for surgeons because half-pins 
can be easily inserted perpendicular to the surface. In con-
trast, insertion of a pin perpendicular to the anterior border 
of the tibia diaphysis, as performed in this study, may be 
difficult, even while palpating the anterior border, consider-
ing the location of the anterolateral surface of the tibia. 
Also, there was a possibility for slippage of the drill tip on 
the anterior border (shaped apex) when making the pilot 
hole. Thus, before drilling, with the help of a drill guide, we 
made a small groove on the anterior border by tapping the 

Table 1. The Maximum Insertion Torque and Sum of Cortical Thickness Engaged
Group C Group V p value

Maximum insertion torque (cN·M) 160.0±44.4 251.7±71.9 0.001
Cortical thickness (mm)   4.3±1.8 (ICC=0.889)   7.5±3.8 (ICC=0.867) 0.001

ICC, intra-class correlation coefficient.
Group C, conventional method, engaging both cortices from the anteromedial surface to the interosseous border of the tibia diaphysis; Group V, vertical 
method, engaging both cortices from the anterior border to the posterior surface of the tibia diaphysis. The values present the mean and standard deviation.
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Wikenheiser, et al.13 reported that thermal response and in-
sertion torque resistance are related; however, this thermal 
damage can be minimized by either predrilling or lowering 
the speed of insertion.14 In this study, the half-pin was in-
serted by hand, so thermal damage might not be significant. 
However, there is a concern for “wobbling” during subse-
quent manual placement of half-pins.8,15 Ziran indicated that 
this wobbling might cause a small but meaningful conical 
deformation at the near cortex, which might reduce the initial 
stability.8 We were aware of this issue. However, in this 
study, we could not use a motorized power device, because 
we had to use the torque driver for measuring the insertion 
torque. This study has several limitations that should be ad-
dressed. First, this study only measured insertion torque re-
sistance, which is only a single factor among many that de-
termine initial stability. Second, the authors did not measure 
the pull-out strength, even though pin or screw loosening 
after external fixation may be more meaningful than the di-
rect pull-out strength in practice. If subsequent pull-out 
strength had been measured, the authors could have investi-
gated the relationship between subsequent pull-out strength 
and initial stability, and this study could have been substan-
tial. Third, the authors could not measure the cortical bone 
mineral density due to technical issues; only cortical thick-
ness was addressed. Thus, the severity of osteoporosis in 
each specimen was not determined. Fourth, we could not 
estimate the effect of previous pin insertion and its hole on 
subsequent pin insertion in terms of insertion torque, even 
though we thought it might be not significant. Fifth, this 
study did not address late pin loosening that also happens in 
osteoporotic bone.

In conclusion, a half-pin inserted by the vertical method 
achieved purchase of more cortex than that inserted by the 
conventional method. Considering that the cortical thick-
ness and insertion torque in Group V were significantly 
greater than those of Group C in the current study, this new 
method may be of use as an alternative to the conventional 
method in elderly patients. 
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