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Assessment of mitral annuloplasty ring by cardiac computed
tomography: Correlation with echocardiographic parameters and
comparison between two different ring types
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ABSTRACT

Objectives: This study investigated computed tomographic (CT) appearance af-
ter mitral ring annuloplasty, especially comparing CT findings between patients
with normal pressure gradient (PG) and patients with functional mitral stenosis
(MS) and between 2 commonly used types of annuloplasty ring.

Methods: A total of 45 cardiac CT scans in patients who underwent mitral ring
annuloplasty (Carpentier-Edwards ring, n ¼ 27; Duran ring, n ¼ 18) were retro-
spectively reviewed. On CT scan, presence of significant pannus around the annu-
loplasty ring, presence of leaflet thickening, and maximal mitral opening area
were analyzed. CT findings were compared between patients with normal PG
and patients with functional MS (mean diastolic PG � 5 mm Hg). Incidences
of functional MS and CT findings were compared between ring types.

Results: Significant pannus was present in 10 cases and leaflet thickening in 31
cases, and maximal opening area was 2.34 � 0.717 cm2. Valve opening area on
CTwas positively correlated with mitral valve area on transthoracic echocardiog-
raphy and negatively correlated with mean diastolic PG. Mean diastolic PG was
significantly elevated with increasing pannus severity. Patients with functional
MS had more significant pannus than patients with normal PG. The Duran ring
group had higher mean diastolic PG, smaller mitral valve area, and higher inci-
dence of functional MS than the Carpentier-Edwards ring group (P<.05). The
proportion of pannus and significant pannus was significantly higher in the Duran
ring group (P<.05).

Conclusions: Significant pannus around the annuloplasty ring on CT may cause
functional MS after mitral ring annuloplasty. This may occur more frequently
with the Duran ring. (J Thorac Cardiovasc Surg 2015;150:1082-90)
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Computed tomographic image shows severe pannus

causing mitral stenosis in a Duran annuloplasty ring.
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Central Message

Pannus around the annuloplasty ring seen on

computed tomography may cause functional

mitral stenosis after mitral ring annuloplasty

and may occur more frequently with the Duran

ring.
Perspective

Mitral stenosis after mitral valve annuloplasty

is mostly caused by pannus from the annulo-

plasty ring and is related to annuloplasty ring

type. On computed tomography after mitral

valve annuloplasty, patients with functional

mitral stenosis had more significant pannus for-

mation, and the Duran ring had a higher inci-

dence of pannus formation and a smaller

opening area than the Carpentier-Edwards

ring. Cardiac computed tomography can help

to evaluate pressure gradient elevation in pa-

tients with the Duran ring.
See Editorial Commentary page 1091.
Mitral valve (MV) repair is widely regarded as the proce-
dure of choice for significant nonrheumatic mitral regurgi-
tation requiring surgery. Recurrent mitral regurgitation is
the most common cause of failure of MV repair, but mitral
stenosis (MS) is relatively rare afterMV repair performed to
correct mitral regurgitation caused by myxomatous disease
or ischemic MV disease.1-5 MS after ring annuloplasty has
been reported to be mostly caused by pannus overgrowth
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Abbreviations and Acronyms
MV ¼ mitral valve
MS ¼ mitral stenosis
CT ¼ computed tomography
PG ¼ pressure gradient
TTE ¼ transthoracic echocardiography
CE ¼ Carpentier-Edwards
MVA ¼ mitral valve area
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from the annuloplasty ring, and the type of annuloplasty

ring used has been believed to be related to pannus
development.6-10 Pannus formation is considered to be a
foreign-body reaction to the synthetic annuloplasty ring
and has been observed frequently after insertion of the flex-
ible Duran annuloplasty ring (Medtronic, Inc, Minneapolis,
Minn).6-10

Recently, cardiac computed tomography (CT) has
emerged as a novel technique to evaluate cardiac valves,
including prosthetic valves. Little is known, however,
regarding CTappearance after MV repair. We hypothesized
that CT findings after MV ring annuloplasty might differ ac-
cording to echocardiographic parameters and different
types of annuloplasty rings.

The purpose of our study was to investigate CT appear-
ance after mitral ring annuloplasty, especially to compare
CT findings between patients with normal pressure gradient
(PG) and patients with functional MS on transthoracic
echocardiography (TTE), and between two commonly
used types of annuloplasty ring (flexible Duran ring and
rigid Carpentier-Edwards [CE] ring [Edwards Lifesciences
Corporation, Irvine, Calif]).
MATERIALS AND METHODS
Patients

The institutional review board of our institution approved this retro-

spective study, and informed consent was waived. From surgical records

from January 1995 to December 2013, we retrieved data on 846 patients

who underwent MV repair in our institution. Of them, 356 had been

included in the study population of a prospective, randomized trial con-

ducted in our institution from January 1995 to August 2005.11 Among

these patients, we included 68 patients who had undergone mitral annu-

loplasty and who had undergone cardiac CT from March 2008 to August

2014. Patients with an interval of less than 1 year between mitral annu-

loplasty and CT (n ¼ 13), patients with rheumatic valve disease as orig-

inal etiology (n ¼ 6), patients with no ring or with other ring types than

the CE ring or Duran ring (n ¼ 3), and patients with nonassessable image

quality of CT scans as result of severe artifacts (n ¼ 2) were excluded

from the study (Figure 1). A total of 45 patients were included in the final

analysis; patients received either a CE Classic ring or a Duran ring during

their operation. Demographic data and information on the annuloplasty

ring were collected from electronic medical records. Patients underwent

cardiac CT for suspected coronary artery disease (n ¼ 18), evaluation

of coronary bypass graft (n ¼ 18), suspected MV dysfunction on TTE

(n ¼ 5), and pulmonary vein evaluation before radiofrequency ablation

(n ¼ 4).
The Journal of Thoracic and Car
CTAcquisition
All CT scans were performed with a dual-source CT scanner (SOMA-

TOM Definition Flash; Siemens Healthcare, Forchheim, Germany) or a

64-slice multidetector CT (Somatom Sensation 64; Siemens Medical Solu-

tion, Erlangen, Germany). In the absence of contraindications, patients

with a heart rate greater than 65 beats/min received 50 mg of an oral b-

blocker (metoprolol tartrate) 1 hour before examination and a 0.3-mg sub-

lingual dose of nitroglycerin were administered just before the scan. Scans

were performed with retrospectively electrocardiographically gated data

acquisition or prospectively electrocardiographically gated acquisition

mode according to the CT indication. For each patient, the appropriate in-

terval between injection of the contrast agent and initiation of scanning was

determined by the timing bolus technique. After a bolus injection of 10 mL

of iopamidol (Pamiray, 370 mg of iodine/mL; Dongkook Pharma, Seoul,

Korea) followed by 20 mL of saline solution at 5 mL/s, optimal delay times

were determined by automatic evaluation of the contrast enhancement in

the ascending aorta. All CT scans were performed with the triple-phase in-

jection method (70 mL of iopamidol followed by 30 mL of 30% blended

iopamidol with saline solution and 20 mL of saline solution at 5 mL/s).

Image reconstruction was performed with a medium kernel (b36f), and

the reconstruction slice thickness was 0.75 mm with 0.5-mm increments.

For all patients, 10 transverse data sets were reconstructed for every 10%

of the cardiac cycle (0% to 90%). Reconstructed images were transferred

to an image server and analyzed with dedicated 3-dimensional software

(Aquarius iNtuition, version 4.4.11; TeraRecon, Inc, San Mateo, Calif).

Image Analysis
All CT analyses were performed by a single radiologist (Y.J.S.), who

was blinded to clinical information and TTE results. Valve evaluation

was performed with multiplanar reformatted images in a short-axis image

of the MVannulus, a long-axis view of the left ventricle, and a 4-chamber

view. Assessment of MVand annuloplasty ring consisted of evaluation of

pannus formation, valve leaflet thickening, valve opening area, diastolic

opening angle, and systolic coaptation angles of anterior and posterior

mitral leaflets, tenting height and mitral annular size. The short-axis

view of the mitral annulus was used to evaluate the presence of pannus

around the annuloplasty ring. If a low-attenuating pannus was present,

the severity of pannus was evaluated by both qualitative and quantitative

methods. For qualitative assessment, pannus severity was visually graded

according to the proportion of the diameter of the narrowest area by the

pannus to the area inside the annuloplasty ring and classified as insignifi-

cant or significant. Pannus was considered to be significant if the narrowing

as a result of the pannus was more than 50% of the diameter. For quanti-

tative assessment, the area inside the annuloplasty ring and inside the

pannus at the mitral annular level was measured, and the proportion of

the area inside the pannus to the area inside the annuloplasty ring was

calculated (Figure 2). For evaluation of valve leaflet thickening, the

maximal thickness of the MV leaflet was measured, and the leaflet was

considered to be thickened when leaflet thickness was greater than

2 mm.12 In cases in which multiphase data were available, the opening

area of the MV was measured at the maximal opening point of the valve

tip.13 The diastolic opening angle and systolic coaptation angles of the

anterior and posterior mitral leaflets and the tenting height on systole

were quantified in a 4-chamber view.14,15 For assessment of mitral ring

size, the maximal and minimal diameters inside the annuloplasty ring

were measured at the diastolic phase (maximal opening point of the

MV). The annular area was defined as the area within the annuloplasty

ring on a short-axis view. The annular sphericity index was calculated by

dividing the maximal annular diameter by minimal diameter, which was

modified from echocardiographic measurements.16

Data Analysis
Clinical data were collected from medical records for etiology of orig-

inal valve disease, type and size of annuloplasty ring, concurrent other
diovascular Surgery c Volume 150, Number 5 1083



FIGURE 1. A flow diagram of the study population.MV, Mitral valve;CT,

computed tomography.
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valve operation or coronary artery bypass graft surgery, and follow-up data

for reoperation. TTE data were recorded for mean diastolic PG, MV area

(MVA, by pressure half time), presence of mitral regurgitation, and left

ventricular ejection fraction.

Statistical Analysis
Statistical analyses were performed with computerized statistic pro-

grams (MedCalc for Windows, version 11.5.0.0; MedCalc Software, Ma-

riakerke, Belgium; and SAS version 9.2; SAS Institute Inc, Cary, NC).

Normally distributed data were identified with the Shapiro-Wilk W test.

Continuous variables were presented as mean � SD or median with inter-

quartile range (25th-75th percentile) and compared with the independent t

test for normally distributed data or the Mann-Whitney U test for nonnor-

mally distributed data. The correlations between CT findings (leaflet thick-

ness and maximal opening area) and TTE parameters (PG and MVA) were

analyzed with the Pearson correlation coefficient. Correlation analysis be-

tween PG on TTE with multiple echocardiographic data and maximal

opening area on CTwas performed with a linear mixed model by the Ham-

lett method for accounting repeated measurements.17 Comparison of CT
FIGURE 2. Correlation of visual grading and quantitative measurement in pan

in a 67-year-old male patient with a 29-mm Duran annuloplasty ring shows the

inside the annuloplasty ring measured on computed tomography were 23.2 mm,

to the inside of the annuloplasty ring was 0.42. B, The box-and-whisker plot sh

resents the values from the lower to upper quartile (25th-75th percentile), and the

maximum value. Area ratio refers to the ratio of area inside the pannus to the

1084 The Journal of Thoracic and Cardiovascular Sur
findings between patients with normal PG and patients with elevated PG

and comparison of incidence of functionalMS on TTE, presence of pannus,

and leaflet thickening on CT between the 2 ring types (Duran ring vs CE

ring) was performed with c2 statistics or the Fisher exact test. Comparison

of CT findings between groups were adjusted for the interval between MV

repair and CT bymeans of the linear regression analysis for continuous var-

iables or the logistic regression analysis with maximum likelihood estima-

tion or the Firth penalized maximum likelihood estimation for categoric

variables as appropriate. Difference in changes of PGs with interval be-

tween 2 ring types was analyzed using linear-mixed model; considering

ring type, interval, and interaction term between ring type and interval as

fixed effect, and individual patient as random intercept, and interval as

random slope.
RESULTS
Patients

The final study population consisted of 45 patients, 27 pa-
tients with the CE ring and 18 patients with the Duran ring.
Clinical, TTE, and CT information is summarized in Table 1.
CTAnalysis of Annuloplasty Rings
Pannus around the annuloplasty ring was observed in 29

of 45 cases (64.4%). Visual grading of the pannus severity
showed that significant pannus was present in 10 patients.
Measurement of the ratio of the area inside the pannus to
that inside the annuloplasty ring was significantly different
between patients with insignificant pannus and patients with
significant pannus (Figure 2; P<.05). Leaflet thickness was
measured as 2.18 � 0.86 mm, and leaflet thickening
(>2 mm) was present in 31 of 45 patients (68.9%). In 23
of 45 patients, measuring the valve opening area was not
feasible because multiphase CT images were unavailable
(n ¼ 21) or significant paravalvular regurgitation as a result
of detachment of the annuloplasty ring was present (n¼ 2).
Valve opening area was measured at 2.34 � 0.717 cm2.
nus severity. A, Short-axis computed tomographic image of the mitral valve

significant pannus. The maximal and minimal annular diameter and area

16.0 mm, and 3.08 cm2, respectively. The ratio of the area inside the pannus

ows the difference in area ratio according to pannus severity. The box rep-

middle line represents themedian. A line extends from the minimum to the

inside of the annuloplasty.

gery c November 2015



TABLE 1. Clinical characteristics

Characteristics All

Carpentier-Edwards

ring (n ¼ 27) Duran ring (n ¼ 18) P value

Male 29 (64.6%) 18 (66.7%) 11 (61.1%) .9493

Age at the time of MV annuloplasty (y)* 56.7 (51.4-63.5) 56 (52.5-63.9) 57.2 (46.4-59.9) .4309

Body surface area (m2)y 1.73 � 0.19 1.74 � 0.20 1.72 � 0.18 .7037

NYHA class distribution (I/II/III/IV) 34:7:4:0 24:3:0:0 10:4:4:0 .0239

Mean time after MV annuloplasty (year)y 6.42 � 0.587 4.92 � 3.37 8.96 � 3.79 .0005

Initial surgery

Type of MV surgery .6752

Annuloplasty alone 21 (46.7%) 13 (48.1%) 8 (44.4%)

Segmental resection of leaflet 17 (37.8%) 8 (29.6%) 9 (50.0%)

New chordae formation 4 (8.9%) 4 (14.8%) 0

Segmental resection of leaflet and new chordae formation 1 (2.2%) 1 (3.7%) 0

Chordae shortening 3 (6.7%) 2 (7.4%) 1 (5.6%)

Concurrent other valve operation .8365

MV surgery only 33 (73.3%) 19 (66.7%) 14 (77.8%)

With other valve replacement or repair 12 (26.7%) 8 (33.3%) 4 (22.2%)

Concurrent CABG .67

With CABG 23 (51.1%) 8 (33.3%) 15 (83.3%)

Without CABG 22 (48.9%) 19 (66.7%) 3 (16.7%)

Original valve disease

Etiology .2729

Degenerative 32 (71.1%) 21 (77.8%) 11 (61.1%)

Annular dilatation 7 (15.6%) 5 (18.5%) 2 (11.1%)

Ischemic 2 (4.4%) 1 (3.7%) 1 (5.6%)

Infective endocarditis 2 (4.4%) 0 2 (11.1%)

Other 2 (4.4%) 0 2 (11.1%)

Type

Regurgitation 45 (100%)

Annuloplasty ring information

Size (manufacturer value, mm)y 29.52 � 1.65 29.85 � 1.89 29.06 � 1.11 .0890

Unless otherwise indicated, data are numbers of patients, with percentages in parentheses.MV, Mitral valve; NYHA, New York Heart Association; CABG, coronary artery bypass

graft surgery. *Represents parameters which reject normality and data are median and interquartile range (25th-75th percentile). yData are mean � SD.
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In patients with significant pannus, the valve opening area
on CT was smaller than in patients with no or insignificant
pannus (1.71 cm2 vs 2.63 cm2; P<.05; Figure 3). No signif-
icant difference in leaflet thickness was observed between
patients with significant pannus and those with no or insig-
nificant pannus (2.43 � 1.11 mm vs 2.12 � 0.794 mm;
P ¼ .352).
FIGURE 3. Box-and-whisker plots of the maximal opening area (A) and the le

The box represents the values from the lower to upper quartile (25th-75th perce

minimum to the maximum value.

The Journal of Thoracic and Car
Correlation Between CT Findings and TTE
Parameters
The valve opening area on CT was positively correlated

with MVA on TTE and negatively correlated with the
mean diastolic PG (P<.05; Figure 4). After exclusion of
1 suspected outlier, the correlation coefficients were
�0.619 between maximal opening area on CT and mean
aflet thickness (B) on computed tomography according to pannus severity.

ntile), and the middle line represents the median. A line extends from the

diovascular Surgery c Volume 150, Number 5 1085



FIGURE 4. Correlation between computed tomographic measurements and transthoracic echocardiographic parameters. A and B, Scatter diagrams

showing a negative correlation between the mean pressure gradient (PG) on transthoracic echocardiography and the maximal opening area on computed

tomography (A), and a positive correlation between mitral valve area (MVA) on transthoracic echocardiography and the maximal opening area measured

on computed tomography (B). C and D, Box-and-whisker plots show differences in (C) the mean pressure gradient and (D) mitral valve area according to

pannus severity. The box represents the values from the lower to upper quartile (25th-75th percentile), and the middle line represents the median. A line

extends from the minimum to the maximum value. PHT, Pressure half time.
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PG (P ¼ .0036) and 0.551 between maximal opening area
and MVA on TTE (P ¼ .014). The correlation coefficient
of PG with multiple echocardiographic data was estimated
as 0.5541, and the correlation coefficient between PG and
maximal opening area on CTwas�0.4887. With increasing
pannus severity, the mean diastolic PG was significantly
elevated. Thirteen patients (4 with CE rings and 9 with
TABLE 2. Clinical and computed tomographic findings according to tran

Variables Elevated PG (n

Clinical findings

Inserted ring size (manufacturer value, mm)* 29.07 � 1.1

Duran ring 9 (69.23%

Mean diastolic transmitral pressure gradient (mmHg)* 7.65 � 3.3

CT findings

Pannus 13 (100%)

Significant pannus 9 (69.23%

Leaflet thickness on CT (mm)* 2.49 � 1.0

Leaflet thickening on CT (>2 mm) 12 (92.31%

Maximal annular diameter measured on CT (mm)* 26.32 � 2.1

Minimal annular diameter measured on CT (mm)* 17.28 � 1.7

Sphericity index of mitral annulus* 1.54 � 0.2

Annular area measured on CT (cm2)* 3.69 � 0.4

Unless otherwise indicated, data are numbers of patients, with percentages in parenthese

mean � SD.

1086 The Journal of Thoracic and Cardiovascular Sur
Duran rings) met the criteria for functional MS by having
a mean diastolic PG of at least 5 mm Hg. In patients with
elevated PG, CT showed a higher incidence of pannus and
significant pannus than in patients with normal range PG,
even after adjustment of the interval between MV repair
and CT scan, but leaflet thickening and maximal opening
area on CT were not different (Table 2).
sthoracic echocardiographic parameters

¼ 13) Normal PG (n ¼ 32) P value Adjusted P value

9 29.71 � 1.79 .2502 N/A

) 9 (28.13%) .0267 N/A

6 3.22 � 0.88 .0005 N/A

16 (50%) .0014 .0353

) 1 (3.13%) <.0001 .0015

5 2.05 � 0.75 (n ¼ 31) .1876 .2056

) 19 (59.38%) .0378 .0611

2 28.05 � 2.39 (n ¼ 30) .0295 .0420

2 17.74 � 1.80 (n ¼ 30) .4396 .2105

0 1.59 � 0.17 (n ¼ 30) .3552 .6022

2 3.96 � 0.57 (n ¼ 30) .1191 .0762

s. PG, Pressure gradient; N/A, not applicable; CT, computed tomography. *Data are

gery c November 2015



TABLE 3. Clinical, transthoracic echocardiographic, and computed tomographic findings according to ring type

Variables Carpentier-Edwards ring (n ¼ 27) Duran ring (n ¼ 18) P value Adjusted P value

Echocardiographic findings at immediate postoperative period

Mean diastolic PG 4.04 � 1.56 (n ¼ 23) 4.34 � 1.45 (n ¼ 12) .5830

MVA (by pressure half time)y 2.40 � 0.51 (n ¼ 22) 2.44 � 0.48 (n ¼ 11) .8462

Echocardiographic findings at the time of CT

Mean diastolic PGy 3.52 (2.49-4.20) 4.75 (3.80-7.20) .0009

MVA (by pressure half time)y 2.08 (1.83-2.33) 1.69 (1.48-2.13) .0337

Functional MS (�5 mm Hg)* 4 (14.81%) 9 (50%) .0267

Left ventricular ejection fraction (%)y 61 (55.5-64.8) 62.5 (58-73) .4813

CT

Presence of pannus* 11 (40.74%) 18 (100%) .0002 .0074

Significant pannus* 0 (0%) 10 (44.44%) .0002 .0378

Leaflet thickness (mm) 2.06 � 0.78 2.37 � 0.96 .2353 .7643

Leaflet thickening (>2 mm)* 16 (59.26%) 15 (83.33%) .1675 .1110

MVopening area (cm2) 2.48 � 0.73 (n ¼ 15) 2.15 � 0.69 (n ¼ 7) .3219 .5504

Opening angle of anterior leaflet 75.32 � 14.14 (n ¼ 15) 68.47 � 6.25 (n ¼ 6) .2725 .2232

Opening angle of posterior leaflet 80.56 � 20.16 (n ¼ 15) 91.41 � 21.22 (n ¼ 6) .2855 .6050

Coaptation angle of anterior leaflet 26.45 � 9.07 (n ¼ 11) 22.75 � 5.07 (n ¼ 6) .3744 .4980

Coaptation angle of posterior leaflet 56.26 � 20.40 (n ¼ 11) 54.45 � 10.11 (n ¼ 6) .8420 .7613

Tenting height 6.23 � 1.98 (n ¼ 11) 3.94 � 1.42 (n ¼ 6) .0254 .1289

Maximal annular diameter (mm) 28.07 � 2.35 26.61 � 2.35 (n ¼ 16) .0564 .0880

Minimal annular diameter (mm) 17.03 � 1.23 18.55 � 2.14 (n ¼ 16) .0170 .0361

Sphericity index of mitral annulusy 1.64 (1.62-1.70) 1.41 (1.32-1.50, n ¼ 16) .0002 .0015

Annular area measured on CT (cm2) 3.85 � 0.54 3.94 � 0.54 (n ¼ 16) .6012 .9034

Inserted ring size (manufacturer value, mm) 29.85 � 1.89 29.06 � 1.11 .0890

Unless otherwise indicated, data are mean � SD. PG, Pressure gradient; MVA, mitral valve area; CT, computed tomography; MS, mitral stenosis; MV, mitral valve. *Data are

numbers of patients, with percentages in parentheses. yData are median and interquartile range (25th-75th percentile).
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Comparison of CT Findings Between the Duran Ring
and the CE Ring

On TTE, patients with the Duran ring had a higher mean
diastolic PG, a smaller MVA, and a higher incidence of
functional MS than patients with the CE ring (P < .05;
Table 3). PG was gradually elevated in the Duran ring group
as time passed (0.19 mm Hg/y) to a statistically significant
extent (P¼ .0018) but not in the CE ring group (P¼ .1101;
Figure 5). A P value for comparison of the interactions was
.0013, which represented a significant difference between 2
ring types. The proportion of pannus and significant pannus
was significantly higher in patients with the Duran ring,
even after adjustment for interval (P<.05). Leaflet thick-
ening was not different between the 2 ring types. The mitral
opening area on CTwas smaller for patients with the Duran
ring than for patients with the CE ring, although no statisti-
cal significance was found. The size of the inserted annulo-
plasty ring and the annular area measured on CT were not
different between the 2 types, but patients with the Duran
ring showed significantly smaller maximal annular diam-
eter, larger minimal diameter, and smaller annular sphe-
ricity index than patients with the CE ring.

Among the entire study population of 45 patients, 3 pa-
tients underwent reoperation, 1 for MS after having the Du-
ran ring inserted and another 2 for detachment of the Duran
ring (Figure 6).
The Journal of Thoracic and Car
DISCUSSION
Our study demonstrates that patients with functional MS

on TTE had more significant pannus formation on CT than
did patients with normal range PG. Patients with the Duran
ring had a higher incidence of pannus formation around the
annuloplasty ring and a smaller opening area on CT. Pa-
tients with significant pannus formation on CT tended to
have a smaller MVA and a higher mean diastolic PG than
did patients with no or insignificant pannus.
Previous studies reported that the Duran ring was associ-

ated with a higher incidence of MS and a higher reopera-
tion rate for MS than was the CE ring, despite no
significant difference in overall survival or recurrent mitral
regurgitation-free survival.6,7 The higher incidence of MS
in patients with the Duran ring has been thought to be
caused by pannus formation. Our study results showed a
higher incidence of pannus on CT and an elevated PG on
TTE for the Duran ring, and this finding was consistent
with results from previous studies.
The reason that pannus around the annuloplasty ring

causes MS has not been clearly explained to date. Opera-
tive findings in reoperation cases of previous studies, how-
ever, have suggested that pannus around the ring causes
leaflet thickening and restriction, leading to MS. In previ-
ous studies, TTE was used for evaluation before reopera-
tion and could not properly detect pannus formation as
diovascular Surgery c Volume 150, Number 5 1087



FIGURE 5. Spaghetti plots of mean diastolic pressure gradient (PG) changes according to the interval frommitral ring annuloplasty. Mean diastolic pressure

gradient is gradually elevated in the Duran ring as time passes (0.19 mm Hg/y) with statistical significance but not in the Carpentier-Edwards (CE) ring.
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the cause of MS before reoperation.6-10 In our study, we not
only found significant pannus on cardiac CT but also were
able to measure the leaflet thickness and valve opening
area. The significant pannus formation with leaflet
thickening and the decreased mitral opening area on CT
that were observed in our study were consistent with the
operative findings of previous studies. Notably, although
the inserted ring size and the measured annular area on
CT were not different between the 2 ring types, the
Duran ring had a more circular annular shape than that of
the CE ring.

Ring annuloplasty alters the normal geometry of the MV
annulus and restricts posterior leaflet motion of the MV.18,19

Changes in MV geometry and leaflet motion after MV
annuloplasty have been extensively investigated with TTE
and fluoroscopy18,20-24 and rarely with CT.14 The natural
saddle shape of the MV annulus, which changes dynami-
cally throughout the cardiac cycle, is believed to change af-
ter ring annuloplasty. Immobilization of the posterior leaflet
of the MV leads to the monocusp behavior of the anterior
leaflet.18,25 Although some of the measured parameters
representing mitral geometry, such as the opening and
coaptation angles of mitral leaflets, were not different
between the 2 ring types, the annular shape on CT
seemed to be different. Although the manufacturer ring
size was not different between the 2 groups, the Duran
1088 The Journal of Thoracic and Cardiovascular Sur
ring showed a more circular shape, represented by the
smaller maximal diameter and larger minimal diameter of
the annulus and the smaller sphericity index (approaching
1.0). The difference in mitral annular shape between the 2
ring types may have resulted from a difference in
flexibility. Namely, the rigid CE ring can maintain its
shape, whereas the flexible Duran ring changes its shape
with annular motion in vivo.26 This difference in annular
shape may cause more frequent development of pannus for-
mation in the Duran ring. Further study will be needed,
however, to investigate the influence of annular shape on
pannus formation after MV ring annuloplasty.

Even if TTE can evaluate mean diastolic PG and valve
leaflet motion after mitral ring annuloplasty, it has several
limitations. The most important limitation is that PG is
flow dependent, reflecting cardiac output, and may not
accurately reflect the degree of MS. In addition, grading
the severity of MS in cases with pannus formation may be
challenging, because Doppler parameters are not as reliable
and planimetry at the level of the leaflet tips can be
misleading because the level of obstruction is mainly at
the level of the annuloplasty ring.27 Cardiac CT can be help-
ful in this setting, because it allows direct estimation of the
area where stenosis occurs.

Although the Duran ring has been known to have higher
PG than the CE ring after MV repair, the clinical
gery c November 2015



FIGURE 6. Significant pannus formation causing mitral stenosis in a 52-year-old male patient with the Duran annuloplasty ring. A through C, Computed

tomographic images of a patient with a 31-mm Duran ring show leaflet thickening of the mitral valve (A) and severe pannus formation around the annular

ring (B and C). The patient underwent mitral ring annuloplasty 16 years before computed tomographic scanning because of subacute infective endocarditis.

Mean diastolic pressure gradient on transthoracic echocardiography was elevated (18 mm Hg). D, Severe fibrosis of the mitral valve with a circumferential

pannus was seen during reoperative surgery.

Suh et al Acquired Cardiovascular Disease: Mitral Valve

A
C
D

significance of elevated PG and definition of functional MS
after MV repair are still controversial. Many studies have
reported that elevated PG is not uncommon after MV repair.
Some investigators have suggested that PG elevation is
associated with worse intracardiac hemodynamics and
lower exercise capacity.28 In comparison, other studies
have reported that PG does not correlate with functional ca-
pacity29,30 and does not reflect the flow dynamic changes
after MV repair.29 The optimal TTE parameters for the
follow-up of patients with MV repairs need to be clarified
in the future. Nevertheless, CT can have a complementary
role to TTE, because it can demonstrate leaflet morphology,
annular geometry, and pannus severity, which can be well
correlated with PG on TTE.

Our study has several limitations. First, patient charac-
teristics, such as the cause of underlying MV disease, sur-
gical technique of MV repair, CT indication, and CT
acquisition protocol, were relatively heterogeneous
because of the retrospective nature of this study. Some pa-
tients did not have multiphase CT data, largely because
most CT indications were follow-up for coronary artery
The Journal of Thoracic and Car
bypass graft or coronary artery evaluation, and valve mo-
tion was not evaluated in these patients. Second, the evalu-
ation for pannus severity may be subjective; to overcome
subjectivity, however, we used both qualitative visual
grading of pannus severity and a quantitative method.
Third, the number of reoperation cases from MS was too
small, because we retrospectively enrolled patients who
had undergone cardiac CT scan after MV repair. We expect
that a future study with a larger population can correlate CT
findings with surgical findings and solve this problem.
Finally, annuloplasty with a complete ring may be associ-
ated with higher MV gradients at rest and at peak exercise
than annuloplasty with a posterior band,3 and posterior an-
nuloplasty band are being used increasingly. We did not
encounter follow-up CT imaging of patients with the pos-
terior annuloplasty band, however, because the procedure
has only been performed since 2006 in our institution.
We suggest that careful inspection of CT findings with
respect to the presence of pannus formation in patients
with the posterior annuloplasty band is needed in the
future.
diovascular Surgery c Volume 150, Number 5 1089
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In conclusion, significant pannus around the annuloplasty
ring on CT may cause functional MS after mitral ring annu-
loplasty, and this may occur more frequently for the Duran
ring. Cardiac CT can be helpful in patients with Duran ring
annuloplasty who show elevated PG by further evaluating
the cause of their PG elevation.
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