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onto the circular defect area using sterilized surgical gloves or 
surgical tools. The experimental group was OSSTOP, and the 
comparative groups were commercially available OSTENE and 
NOVOSEAL bone waxes.  

Usability/spreadability evaluation
   The tissue adhesion, spreadability, and application ease of each 
hemostatic agent and the untreated control group were graded 
as shown in Fig.  1 B.   

Hemostatic performance evaluation
   The hemostatic performance of each test group and the untreated 
control group was evaluated for 5 min and graded as shown in 
Fig.  1 C.   

Evaluation of hemostasis maintenance
   After evaluating the usability/spreadability and hemostasis per-
formance, the hemostasis maintenance of each test substance 
was evaluated during six 10-min intervals (total evaluation time, 
1 h). The times of blood oozing were recorded, and the bleeding 
amounts were measured from the blood contents absorbed on 
preweighted paper.    

Evaluation of absorption/degradability after 
transplant at the bone-amputation bleeding site
   The absorption/degradability extent and pattern of each test 
substance in the body were evaluated after implanting the test 
substance at the hemorrhage sites of amputated bones [ 16 , 22 –
  26 ] of 10-week-old SD male rats. These experiments complied 
with the “Animal Protection Act” and the “Act on Laboratory 
Animals” of the Republic of Korea and with the Animal 
Experiment Ethics Committee of Konkuk University (Animal 
Experiment Approval Number: KU21007). Prior to implanting 
the test substance into the femur, the animals were prepared 

as described in the “Evaluation at the bleeding site after bone 
amputation in rats” section. Each test substance (50 g, kneaded 
into circular defects in advance) was evenly filled or spread 
over the circular defect site using sterilized surgical gloves or 
surgical tools and then attached. For absorption/degradability 
evaluations, the incised muscles and skin of the implantation 
site were sutured to retain the sample. The transplant site was then 
observed at 1, 3, 7, and 14 d. At the end of the observation period, 
the animals were euthanized, and the degree of absorption/
decomposition and biological response of the transplant site 
were evaluated. The surrounding tissues were removed to evalu-
ate the degree of inflammation. The experimental and com-
parison groups were treated with OSSTOP and commercialized 
OSTENE, respectively, and the untreated control group was 
also evaluated. The absorption/degradability grades are listed 
in Fig.  1 D.

   For long-term observation, local tissue irritation at the 
implantation site was evaluated by implanting the test materi-
als into the femurs of healthy New Zealand White rabbits 
(weighing over 3 kg) for 13 weeks. Each group consisted of 8 
animals (4 males and 4 females). This study was approved by 
the Animal Ethics Committee of the Korea Testing & Research 
Institute Healthcare Research Center in accordance with the 
“Animal Protection Act” and the “Act on Laboratory Animals” 
of the Republic of Korea.

   For each rabbit, the test and control materials were implanted 
at 3 sites, spaced at least 2 cm apart, with approximately 0.1 g 
per site. After implantation, the surgical sites were sutured 
appropriately, and general symptoms were monitored until the 
end of the implantation period.

   For hematological analysis, the animals were fasted over-
night prior to blood collection. They were anesthetized with 
isoflurane, and approximately 2 ml of blood was collected from 
the abdominal aorta. The blood samples were placed in EDTA 
tubes (K2 EDTA 3.6 mg, BD Vacutainer, USA) and analyzed 

Fig. 1. Grade classification per evaluation. (A) Cytotoxicity grades of bone-wax products. (B) Usability/spreadability grades. (C) Hemostatic performance grades. (D) Absorption/
degradability grades.
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using a hematology analyzer (ADVIA 2120i, SIEMENS, USA) 
for various parameters. Blood coagulation time was measured 
using plasma obtained by centrifuging blood samples collected 
in 9NC Citrate tubes (Buffered Sodium Citrate 0.109M, 3.2%, 
BD Vacutainer, USA) at 3,000 rpm for 10 min. The coagulation 
time was analyzed using a blood coagulation analyzer (ACL 
ELITE PRO, Instrumentation Laboratory, USA).

   At the end of the study, macroscopic evaluation of the 
implantation sites was performed, and the implant areas were 
excised for histological analysis. The experimental and control 
groups were treated with OSSTOP and the commercially avail-
able OSTENE, respectively. Changes in body weight during the 
implantation period are presented in Fig.  S2 .   

Histopathological evaluation
   For histopathological analysis, the femurs and surrounding tis-
sues were fixed in 10% neutral buffered formalin and decalcified 
using Solution Lite (Sigma-Aldrich) prior to routine tissue pro-
cessing. Each specimen was then embedded in paraffin, and 
4-μm-thick tissue sections obtained through the grafted area were 
stained with hematoxylin and eosin. The types and degrees of 
inflammatory responses and bone regeneration at the cortical 
bone defect sites in the control, comparative, and experimental 
groups were compared according to international standard guide-
lines (ISO 10993-6) at each time point.

   At the end of the long-term observation study, surviving 
rabbits were anesthetized with isoflurane for blood collec-
tion and humane euthanasia. A macroscopic examination 
was conducted on the external surface, all orifices, the cra-
nial cavity, and all thoracic and abdominal organs, including 
their contents.

   Following the necropsy, a macroscopic evaluation was per-
formed for all animals, and the weights of the heart, liver, lungs, 
spleen, kidneys, adrenal glands, testis, epididymis, ovaries, brain, 
pituitary gland, thymus, and uterus were measured. The organ 
weight measurements and necropsy findings are presented in 
Table  S1 , while the results of the hematological and blood bio-
chemical analyses are provided in Table  S2 .   

Statistical analysis
   Statistical analyses were conducted using Prism 4.02 (GraphPad 
Software, San Diego, CA, USA). Significant differences between 
groups were assessed using one-way analysis of variance. Multiple 
comparisons of the parametric data were then determined using 
Bonferroni’s post hoc test. In all tests, a P value of 0.05 was con-
sidered as statistically significant.    

Results

Physical properties under the mixing and dissolution 
conditions of the poloxamer
   Liquid poloxamer [poly(ethylene glycol-ran-propylene glycol), 
438200, Sigma-Aldrich, USA] and powder poloxamer (Kolliphor 
P 338 Geismar, 50424591, BASF Corporation, USA) were mixed 
at ratios of 15 to 85 wt % (Table  1 ) and then dissolved and cured 
to prepare the mixture. The degree of synthesis was observed 
during curing at room temperature. When the mixing ratio of 
the liquid poloxamer reached or exceeded 65%, block formation 
was difficult and the product became viscous. Solid-block polox-
amers were formed at mixing ratios of 15% to 55% for the liquid 
poloxamer and 15% to 55% for the powder poloxamer. Solid 

blocks prepared at these mixing ratios maintained their usability 
and adhesiveness after kneading and spreading. In addition, the 
hardness and stickiness of the synthesized poloxamers depended 
on the mixing ratios of the liquid and powder poloxamers 
(Fig.  2 ). Increasing the mixing ratio of the liquid poloxamer 
decreased the hardness of the poloxamer in the solid-block 
state after synthesis (Fig.  2 A). Meanwhile, the stickiness 
increased as the ratio increased to more than 35% (Fig.  2 B). 
Among the viable mixing ratios of the liquid and powder 
poloxamers, we selected the condition yielding similar physi-
cal properties to those of commercialized bone wax Group B 
(PEG-ran-PPG:P 338 = 25%:75%).           

Molecular weight distributions and  
thermal properties of the poloxamers before  
and after synthesis
   To confirm the unique characteristic changes afforded by the 
80 °C dissolution process under the selected synthesis condi-
tions of Group B (PEG-ran-PPG:P 338 = 25%:75%), we 
determined the molecular weight distributions and thermal 
properties of the poloaxamers in OSSTOP (Figs.  3  and  4 ). Prior 
to mixing, the unique molecular weight distributions of the 
liquid and powder poloxamers were confirmed from the unique 
molecular weight peaks in GPC and DSC. The spectrum of the 
liquid poloxamer showed a single peak at 11.3 min (Fig.  3 A, red 

Fig. 2. Confirmation of physical properties (i.e., hardness and stickiness) of liquid 
and powder poloxamer under different mixing and dissolution conditions. Liquid and 
powder poloxamer were mixed and dissolved based on the conditions described in the 
next. For each sample, 1 g was taken, kneaded into a spherical shape 10 to 20 times, 
and then measured. (A) Substance hardness. (B) Substance stickiness. *Groups G 
and H: not measurable. **Group B: (PEG-ran-PPG:P 338 = 25%:75%) = Selected 
bone wax = OSSTOP.
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arrow), whereas that of the powder poloxamer showed 2 peaks 
at 11.3 and 12.0 min (Fig.  3 B, blue arrows). The above peaks 
were also detected in OSSTOP (Fig.  3 C, green arrows), confirm-
ing a stable thermal synthesis with no change in molecular 
weight. In addition, the heat-induced changes in the character-
istics of the liquid poloxamer, powder poloxamer, and OSSTOP 

during synthesis were evaluated in the temperature ranges 
30 to 55 °C, 57 to 65 °C, and 55 to 68 °C, respectively. All 
samples were endothermic, and their thermal behaviors con-
firmed a melting point beyond which the thermal flow was 
constant with no changes in thermal characteristics (68 to 
300 °C; Fig.  4 ).                   

Fig. 3. Molecular weight distributions of liquid and powder poloxamer under different synthesis conditions. (A) Native molecular weight peak of PEG-ran-PPG (red). 
(B) Native molecular weight peak of P 338 (blue). (C) Native molecular weight peak of OSSTOP (green). All panels reflect respective synthesis conditions. *PEG-
ran-PPG: Poly(ethylene glycol-ran-propylene glycol)/liquid poloxamer. **P 338:Kolliphor P 338 Geismar/powder poloxamer. ***OSSTOP = Selected bone wax = 
Group B (PEG-ran-PPG:P 338 = 25%:75%).
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Physical properties (adhesion, yield load, solubility) 
of OSSTOP and commercialized bone wax
   Considering the clinical use environment of OSSTOP and the 
commercialized OSTENE and NOVOSEAL products, we evalu-
ated and compared their adhesive strengths to bone surface 
(adhesion), required kneading forces before application in the 
body (yield loads), and dissolution times when reacting with 
body fluids (solubilities). Under the same conditions, the adhesive 
strengths of OSTENE and NOVOSEAL were 74.25 ± 2.92 N and 
77.24 ± 5.38 N, respectively. In OSSTOP, the adhesive strength 
was raised to 100.24 ± 8.27 N (Fig.  5 A). Meanwhile, the yield 
loads of OSTENE, NOVOSEAL, and OSSTOP were 4.07 ± 
0.33 N, 1.47 ± 0.12 N, and 3.17 ± 0.19 N, respectively (Fig.  5 B). 
Finally, the solubility measurements confirmed similar dissolu-
tion patterns and weight changes in OSTENE and NOVOSEAL 
over time, and a later dissolution time of OSSTOP than of the 
commercialized bone waxes (Fig.  5 C). Figure  S1  shows a similar 
solubility when treated with PBS and FBS.           

Cytotoxicity of OSSTOP
   The test results of the negative and positive control groups satis-
fied the validity criteria, confirming that the cytotoxicity test was 

properly conducted. In addition, the test substance caused no 
separation of granules in the cytoplasm of the cultured cells, cell 
lysis, or cell-growth inhibition under any condition. Therefore, 
the qualitative morphological reactivities of the cells exposed to 
the test substance, whether eluted with a polar solvent or with 
a nonpolar solvent, were judged as “None”. In summary, the 
cytotoxicity response grade of OSSTOP under the test condi-
tions was judged as “Grade 0” (Table  2 ).    

Evaluation of the bone excision bleeding area
Usability/spreadability results
   No specimens were judged as “Grade 0” during the usability/
spreadability evaluations of OSTENE, NOVOSEAL, and OSSTOP. 
In the NOVOSEAL evaluation, 5 of 8 specimens were judged 
as “Grade 2” and the OSTENE evaluation yielded 1 “Grade 1” 
specimen, 1 “Grade 2” specimen, and 6 “Grade 3” specimens. 
In the OSSTOP evaluation, all 8 specimens were judged as 
“Grade 3”. Most of the NOVOSEAL bone wax was adhered to 
the glove, limiting the molding and quantitative application 
of this product, but OSSTOP never adhered to the glove, 
enabling easy molding and quantitative attachment in all 
specimens (Fig.  6 A).           

Fig. 4. Changes in thermal properties of liquid and powder poloxamer under different synthesis conditions. (A) PEG-ran-PPG. (B) P 338. (C) OSSTOP. All panels reflect respective 
synthesis conditions. *PEG-ran-PPG: Poly(ethylene glycol-ran-propylene glycol)/liquid poloxamer. **P 338: Kolliphor P 338 Geismar/powder poloxamer. ***OSSTOP = Selected 
bone wax = Group B (PEG-ran-PPG:P 338 = 25%:75%).
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Hemostatic performances of the bone waxes
   Hemostatic performance was evaluated based on the presence 
and timing of oozing during the 5-min period after applying 
the bone wax. After application of NOVOSEAL, 4 of 8 speci-
mens were observed as “Grade 4” and the remaining speci-
mens exhibited various degrees of hemostatic performance 
(‘Grade 0” to “Grade 3”). “Grade 4” was achieved by almost 
all specimens (7/8) in the test group OSTENE and by all 8 speci-
mens in the test group OSSTOP. The hemostatic performance 
of the test group NOVOSEAL was low in specimens with low 
usability/spreadability evaluation grades, whereas the hemostatic 

performance of OSSTOP was similar to that of the control group 
OSTENE (Fig.  6 B).   

Hemostasis maintenance abilities of the bone waxes
   To measure the hemostatic maintenance time, we recorded the 
bleeding time for 1 h after applying the bone wax. The average 
hemostasis maintenance times of NOVOSEAL and OSTENE 
were 18.6 ± 26.0 min and 22.5 ± 19.1 min, respectively. In the 
test group OSSTOP, the hemostasis state was maintained for 
56.8 ± 8.8 min. The NOVOSEAL bone wax was detached from 
the defect site after oozing, whereas OSTENE and OSSTOP 

Fig. 5. Physical property analysis of OSSTOP and commercialized bone-wax products. (A) Adhesion comparison of bone wax. (B) Yield load comparison of bone wax. 
(C) Solubility comparison of bone wax.

Table 2. Cytotoxicity tests assessing the biocompatibility of OSSTOP

Extract (test substance) Control substance

Polar solvent Nonpolar solvent Blank test Negative control Positive control

 0 0 0 ﻿ 0 0 0 ﻿ 0 0 0 ﻿ 0 0 0 ﻿ 4 4 4
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remained within the defect site for a considerable time follow-
ing oozing (Fig.  6 C).    

Absorption/degradability abilities of the bone 
waxes after transplantation at the bone-amputation 
bleeding site
   The bone-wax application sites were visually evaluated following 
autopsy at 1, 3, 7, and 14 d. Trace amounts of OSTENE and 
OSSTOP remained in the defect at 1 d post-application (Fig.  7 , 
yellow arrows), scoring “Grade 2”. Whereas the OSTENE group 
showed little or no test material in the surrounding tissues, 
OSSTOP showed a coagulated blood clot (Fig.  7 , red arrow) 

above the defect without adhesion to the surrounding tissues. 
The blood clot remained until 3 d post-application of OSSTOP 
but was absorbed to nonvisible levels by day 7. On days 7 and 14 
after bone-wax application, the bone defects in all groups were 
removed by granulation tissue or bone regeneration (Fig.  7 ).           

Histopathological evaluation
   The types and degrees of inflammatory response to cortical bone 
defects were compared between the control group and the com-
parison and experimental groups at each autopsy time point. 
According to the international standard guideline (ISO 10993-6), 
the OSSTOP test group was evaluated at 8 points (lower or similar 
to the number of evaluation points on the control group; 9 points) 

Fig. 6. Evaluation of bone excision bleeding area. (A) Results of bone-wax usability/spreadability evaluations as determined via animal experiment (*P < 0.05 compared 
to NOVOSEAL). (B) Results of bone-wax hemostatic evaluations as determined by animal experimentation (*P < 0.05 compared to NOVOSEAL). (C) Results of bone-wax 
hemostasis maintenance evaluations as determined by animal experimentation; chart depicting hemostasis maintenance patterns over time after bone-wax application, 
i.e., the results of hemostasis maintenance over time following bone-wax application (*P < 0.05; **P < 0.01, compared to NOVOSEAL; #P < 0.05, compared to OSTENE).
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14 d after application. The tissue-regeneration responses did 
not significantly differ among the OSSTOP group, test group, 
control group (Neg. Con.), and comparison group (OSTENE), 
indicating that OSSTOP does not inhibit bone regeneration 
(Fig.  8 ).        

   In the long-term observation study of femoral implantation 
in the rabbit model, no animal deaths occurred in any test 
group throughout the study period. Additionally, no abnormal 
symptoms related to the implantation of the test materials were 
observed in any group, including the control group.

   There were no statistically significant changes in body weight 
or necropsy findings. While some statistically significant differ-
ences (P < 0.05) were observed in organ weights, hematological 
analysis, and blood biochemical tests compared to the control 
group, all measured values remained within the normal range 
for both male and female rabbits. Therefore, these changes were 
not considered toxicological effects related to the implantation 
of the test material (Fig.  S2  and Table  S2 ).

   Macroscopic examination of the implantation site and sur-
rounding tissues revealed no notable lesions related to the test 
material. In the histological evaluation, the scores for both 

male and female rabbits were 0.0, indicating no adverse tissue 
reactions (Table  S1 ). Furthermore, no abnormalities or test 
material-induced lesions were observed in the major organs 
of either the control or experimental groups.    

Discussion
   To alleviate the shortcomings of the existing commercial 
absorbable bone waxes, we developed an absorbable bone wax 
with improved usability and physical properties from liquid 
and powder poloxamers. Unlike existing bone-wax products, 
a new type of absorbable bone wax was developed by combin-
ing 2 poloxamer multiblock copolymers (liquid poloxamer and 
powder poloxamer) with different molecular weight ranges and 
physical states through thermal compatibility. The bone wax 
developed in this study has a higher molecular weight than the 
poloxamer multiblock copolymers used in existing bone-wax 
products, and its stability was confirmed through GPC and 
DSC analyses based on thermal compatibility. By modifying 
the molecular weight range of the raw materials and the ther-
mal compatibility method, the hydrophobic block content 

Fig. 7. In vivo absorption/degradation in a bone-wax animal transplantation model. Autopsies were performed 1, 3, 7, and 14 d after each application of bone wax, at which 
time the application site was visually evaluated. On days 1 and 3 after bone-wax application, only a small amount of bone wax was observed within the defect (yellow arrow); 
moreover, in the OSSTOP application group, we observed coagulated blood clots that were not adhered to surrounding tissue (red arrow); 7 d after the application of bone 
wax, the defect disappeared in all groups because of granulation tissue or bone regeneration within the area of the bone defect.
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of PPG (PPO) was increased, significantly improving the 
previously weak physical properties of existing bone-wax prod-
ucts, such as adhesion, yield load, and solubility.

   Animal experiments and clinical trials have confirmed the 
many advantages of absorbable bone wax over nonabsorbable 
bone wax. Because absorbable bone wax is dissolved after 
hemostasis of the bone-amputation site, bone regeneration is 
uninhibited and the risk of bone nonunion and infection is 
significantly reduced [ 16 , 22 – 25 ]. Among numerous raw mate-
rials considered for absorbable bone wax, absorbable materials 
such as oxidized regenerated cellulose, microfibrillar collagen, 
and gelatin are best absorbed at the application site during 
in vivo animal experiments. Oxidized regenerated cellulose is 
eliminated from the application site within 6 weeks to 1 year, 
and microfibrillar collagen and gelatin are absorbed within 14 
to 90 d [ 3 ]. The decomposition period of the recently com-
mercialized absorbable bone wax based on an alkylene oxide 
copolymer is considerably shortened to 48 to 72 h. In addition, 
the degraded/absorbed poloxamer is eliminated through renal 
or hepatic excretion [ 25 ,  27 ].

   However, when utilized in clinical environments, the usabil-
ity of poloxamer-based absorbable bone wax is limited by the 
physical properties of the bone wax. The low mechanical 
strength and rapid dissolution of the poloxamer in the body 
impedes hemostasis [ 17 – 19 ]. In addition, the poloxamer-based 
bone mass has a poor molding texture and attaches to surgical 
gloves during kneading [ 16 ].

   By thermally synthesizing 2 types of poloxamer, we intended 
to improve the molding texture and decomposition period of 
absorbable bone wax. First, we adjusted the hardness of the 
developed OSSTOP to a value similar to those of commercially 
available absorbable bone waxes, minimizing the force required 
for kneading in a clinical environment. To improve the molding 
texture, we changed the content ratio of the hydrophobic block 
PPG (PPO) using liquid and powder poloxamers. In their review 
of amphiphilic ABA triblock copolymers, Booth and Attwood 
[ 12 ] reported that the critical micelle concentration can be con-
trolled by adjusting the type, position, and length of the B (hydro-
phobic) block. Overall, the critical micelle concentration 
increases by increasing the length of the B block [ 12 ]. The devel-
oped OSSTOP was thermally synthesized from a liquid polox-
amer and a powder poloxamer. The increased length of the B 
blocks raised the melting point of the product from that of the 
powder poloxamer, thereby increasing the adhesion and solubil-
ity of OSSTOP while retaining the hardness of the poloxamer. 
That is, thermally synthesizing the liquid and powder poloxam-
ers increases the overall critical micelle concentration from that 
of a single poloxamer. In conclusion, one can judge that thermal 
synthesis changed the content of the hydrophobic block PPG 
(PPO) and increased the overall critical micelle concentration, 
hence increasing the adhesiveness and solubility.

   Consequently, the stickiness was controlled to ensure suf-
ficient adherence to the bone tissue surface but minimal adher-
ence to the surgical gloves. This control avoids the inconvenience 

Fig. 8. Histopathological evaluations. (A) Cortical bone defects in a bone-wax animal transplantation model. (B) Inflammation and bone regeneration in cortical bone defects 
in a bone-wax animal transplant model. (C) Inflammation and bone regeneration in cortical bone defects 14 d after bone-wax animal transplantation. a: 0, none; 1, rare; 2, 5 
to 10/high-power field (hpf); 3, heavy infiltrate; 4, packed. b: 0, none; 1, minimal; 2, mild; 3, moderate; 4, severe. c: 0, none; 1, minimal capillary proliferation; 2, groups of 4 to 
7 capillaries with supporting fibroblastic structures; 3, broad band of capillaries with supporting structures; 4, extensive band of capillaries with supporting structures. d: 0, 
none; 1, narrow band; 2, moderately thick band; 3, thick band; 4, extensive band. e: 0, none; 1, minimal amount of fat associated with fibrosis; 2, several layers of fat and fibrosis; 
3, elongated and broad accumulation of fat cells about the implant site; 4, extensive fat completely surrounding the implant.
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of adding pregelatinized starch to improve the molding texture, 
as proposed by Suwanprateeb et al. [ 16 ].

   In addition, OSSTOP maintained hemostasis within a bleed-
ing femur defect in a rat model, ultimately allowing uninhibited 
bone regeneration. When applying a bone wax to an affected area 
in clinical environments, the important factors are usability/
spreadability, hemostatic performance, hemostasis mainte-
nance, and absorption/decomposition of the bone wax within 
the body. These properties of the commercial and proposed 
bone waxes were compared through animal experiments.

   The animal experiments revealed higher usability/spreadability 
and greater hemostatic performances of OSSTOP than of the 
commercially available OSTENE and NOVOSEAL. Five of 8 indi-
viduals treated with NOVOSEAL yielded a “Grade 2” usability/
spreadability rating. In the OSTENE and OSSTOP groups, the 
usability/spreadability ratings improved to “Grade 3” for 6/8 indi-
viduals and all 8 individuals, respectively, confirming that 
OSSTOP improves the tissue adhesion, spreadability, and user 
convenience. During the 5-min hemostatic performance evalua-
tion, NOVOSEAL exhibited various degrees of hemostatic per-
formance (“Grade 0” to “Grade 4”), whereas OSTENE and 
OSSTOP exhibited “Grade 4” hemostatic performance in 7/8 cases 
and in all 8 cases, respectively. During 60 min of evaluation, the 
NOVOSEAL, OSTENE, and OSSTOP maintained the hemostatic 
state for 18.6, 22.5, and 56.8 min on average, respectively. That is, 
the average hemostatic maintenance time was approximately 3.0 
and 2.5 times longer in the OSSTOP group than in the NOVOSEAL 
and OSTENE groups, respectively. In conclusion, the usability/
spreadability and tissue adhesion performances of the test sub-
stance OSSTOP exceed those of the control groups OSTENE and 
NOVOSEAL, leading to excellent results in the 5-min evaluation 
of hemostatic performance and the 60-min evaluation of hemo-
static maintenance time. In addition, OSSTOP and OSTENE were 
rated “Grade 2” in the absorption/degradability evaluation, 
denoting that more than 75% of the bone wax was absorbed/
degraded at 1 d post-application. OSSTOP and OSTENE were 
absorbed/degraded to undetectable levels (naked eye) at 3 d post-
application, improving their rating to “Grade 3”. During the histo-
pathological evaluations of inflammatory and tissue-regeneration 
responses, OSSTOP, OSTENE, and the negative control group 
exhibited similar degrees of inflammatory responses at 1 and 3 d 
post-application. All 3 groups also exhibited similar granulation 
tissue formations and bone-regeneration responses at 7 and 14 d 
post-application. Similar results were reported by Suwanprateeb 
et al. and numerous other studies [ 16 , 22 – 25 ].

   Furthermore, in the 13-week long-term observation study of 
femoral implantation in the rabbit model, no animal deaths 
occurred in any test group throughout the study period. Add
itionally, no abnormal symptoms related to the implantation of 
the test materials were observed in any group, including the con-
trol group, confirming the long-term safety of the material.

   The developed OSSTOP absorbable wax can effectively adhere 
to the surfaces of bleeding bone and bone-amputation sites, exert-
ing a physical hemostatic effect and higher usability/spreadability, 
hemostatic performance, and hemostasis maintenance than 
the existing commercialized bone waxes. In addition, a post-
transplantation histopathological evaluation confirmed an absence 
of granulation tissue formation and a bone-regeneration reaction, 
confirming the potential of OSSTOP in clinical applications.

   Additionally, OSSTOP has been approved by the Korean 
Ministry of Food and Drug Safety (MFDS) for human applica-
tion and is manufactured in medical device Good Manufacturing 

Practice (GMP) facilities. The synthesis and molding processes 
can be integrated into an automated production system, which 
is expected to contribute to the medical industry.  

Conclusion
   Through thermal synthesis of mixed liquid and powder polox-
amers, we developed an absorbable bone wax (OSSTOP) with 
an improved molding texture and strong mechanical proper-
ties. During animal testing experiments simulating a clinical 
use environment, OSSTOP demonstrated higher hemostasis 
performance (usability/spreadability, hemostatic performance, 
and hemostasis maintenance) than the existing commercialized 
bone wax. In addition, a post-transplantation histopathological 
evaluation confirmed that OSSTOP does not inhibit the bone-
regeneration reaction, confirming that it can adequately treat 
bone bleeding and amputation. OSSTOP is expected to increase 
user satisfaction and achieve rapid hemostasis of the affected 
area in clinical use environments, although its clinical applica-
bility must be evaluated in further work.    

Acknowledgments
   Funding: This study was performed as part of the employment 
of Hansbiomed Co. Ltd. to D.H.L., M.K., and Y.C. We would 
like to thank Hansbiomed Co. Ltd. (CEO Geun-Young Kim) 
for financial support. The other authors are not related.
   Author contributions: J.-C.P. supervised the study. D.H.L. and 
M.K. designed the study and performed the experiments. 
D.H.L., M.K., and Y.C. provided support for the experiments. 
D.H.L. and M.H.L. provided insights into the clinical perspec-
tives and applications of our findings. D.H.L., M.K., and Y.C. 
performed data analyses. D.H.L. and M.K. revised the manu-
script. The manuscript was written through the contributions 
of all authors. All authors have approved the final version of 
the manuscript.
   Competing interests:﻿ The authors declare that they have no 
competing interests.   

Data Availability
   The datasets used and analyzed during the current study are 
available from the corresponding author on reasonable request.   

Supplementary Materials
         Figs. S1 and S2
   Tables S1 and S2    

References

	 1.	 Bjorenson JE, Grove HF, List SM, Haasch GC, Austin BP. 
Effects of hemostatic agents on the pH of body fluids. J Endod. 
1986;12(7):289–292.

	 2.	 Gupta G, Prestigiacomo CJ. From sealing wax to bone wax: 
Predecessors to Horsley’s development. Neurosurg Focus. 
2007;23(1):Article E14.

	 3.	 Schonauer C, Tessitore E, Barbagallo G, Albanese V, Moraci A. 
The use of local agents: Bone wax, gelatin, collagen, oxidized 
cellulose. Eur Spine J. 2004;13(Suppl_1):S89–S96.

	 4.	 Wellisz T, Armstrong JK, Cambridge J, Fisher TC. Ostene, a 
new water-soluble bone hemostasis agent. J Craniofac Surg. 
2006;17(3):420–425.

https://doi.org/10.34133/bmr.0191


Lee et al. 2025 | https://doi.org/10.34133/bmr.0191 13

	 5.	 Zhou H, Ge J, Bai Y, Liang C, Yang L. Translation of bone 
wax and its substitutes: History, clinical status and future 
directions. J Orthop Translat. 2019;17:64–72.

	 6.	 Gibbs L, Kakis A, Weinstein P, Jr Conte JE. Bone wax as a risk 
factor for surgical-site infection following neurospinal surgery. 
Infect Control Hosp Epidemiol. 2004;25(4):346–348.

	 7.	 Sudmann B, Bang G, Sudmann E. Histologically verified bone 
wax (beeswax) granuloma after median sternotomy in 17 of 18 
autopsy cases. Pathology. 2006;38(2):138–141.

	 8.	 Howard TC, Kelley RR. The effect of bone wax on the healing 
of experimental rat tibial lesions. Clin Orthop. 1969;63: 
226–232.

	 9.	 Brightmore TG, Hayes P, Humble J, Morgan AD. Haemostasis 
and healing following median sternotomy. Langenbecks Arch 
Chir. 1975;39–41.

	10.	 Magyar CE, Aghaloo TL, Atti E, Tetradis S. Ostene, a new 
alkylene oxide copolymer bone hemostatic material, does not 
inhibit bone healing. Neurosurgery. 2008;63:373–378.

	11.	 Pitto-Barry A, Barry NPE. Pluronic® block-copolymers 
in medicine: From chemical and biological versatility to 
rationalisation and clinical advances. Polym Chem. 2014;5 
(4 Suppl 2):3291–3297.

	12.	 Booth C, Attwood D. Effects of block architecture and 
composition on the association properties of poly(oxyalkylene) 
copolymers in aqueous solution. Macromol Rapid Comm. 
2000;21(9):501–527.

	13.	 Choi BG, Park SH, Jeong BM. Self-assembled hydrogels: 
Temperature sensitive polymers. Polym Sci Technol. 
2006;17(3):312–320.

	14.	 Grindel JM, Jaworski T, Piraner O, Emanuele RM, 
Balasubramanian M. Distribution, metabolism, and excretion 
of a novel surface-active agent, purified poloxamer 188, in rat, 
dogs, and humans. J Pharm Sci. 2002;91(9):1936–1947.

	15.	 Grindel JM, Jaworski T, Emanuele RM, Culbreth P. 
Pharmacokinetics of a novel surface-active agent, purified 
poloxamer 188, in rat, rabbit, dog and man. Biopharm Drug 
Dispos. 2002;23(3):87–103.

	16.	 Suwanprateeb J, Kiertkrittikhoon S, Kintarak J, Suvannapruk W,  
Thammarakcharoen F, Rukskul P. In vivo assessment of new 
resorbable PEG-PPG-PEG copolymer/starch bone wax in bone 
healing and tissue reaction of bone defect in rabbit model.  
J Mater Sci Mater Med. 2014;25(9):2131–2139.

	17.	 Müller RH, Lherm C, Herbert J, Couvreur P. In vitro model 
for the degradation of alkylcyanoacrylate nanoparticles. 
Biomaterials. 1990;11(8):590–595.

	18.	 Kondiah P, Choonara Y, Kondiah P, Marimuthu T, Kumar P, 
du Toit L, Pillay V. A review of injectable polymeric hydrogel 
systems for application in bone tissue engineering. Molecules. 
2016;21(11):1580–1610.

	19.	 Russo E, Villa C. Poloxamer hydrogels for biomedical 
applications. Pharmaceutics. 2019;11(12):671.

	20.	 Moo IH, Chen JYQ, Pagkaliwaga EH, Tan SW, Poon KB. 
Bone wax is effective in reducing blood loss after total knee 
arthroplasty. J Arthroplast. 2017;32(5):1483–1487.

	21.	 Shin KH, Choe JH, Jang KM, Han SB. Use of bone wax reduces 
blood loss and transfusion rates after total knee arthroplasty. 
Knee. 2020;27(5):1411–1417.

	22.	 Naser AI. The effect of the new hemostatic agent Ostene® and 
bone healing: An experimental study in rabbits. J Oral Res. 
2018;7(8):350–355.

	23.	 Huda SA. Comparison of Ostene® and bone wax on bone 
healing: A comparative experimental study in rabbits. J Oral 
Res. 2018;7(9):362–367.

	24.	 Xu Y, Sun J, Chen Z. Establishment of a rat model for alveolar cleft 
with bone wax. J Oral Maxillofac Surg. 2015;73(4):733.e1–733.e10.

	25.	 Wellisz T, Armstrong JK, Cambridge J, An YH, Wen X,  
Hill CM, Fisher TC. The effects of a soluble polymer and bone 
wax on sternal healing in an animal model. Ann Thorac Surg. 
2008;85(5):1776–1780.

	26.	 ISO 10993-6 Biological evaluation of medical devices—Part 6: 
Tests for local effects after implantation.

	27.	 Wang MY, Armstrong JK, Fisher TC, Meiselman HJ, McComb GJ,  
Levy ML. A new, pluronic-based, bone hemostatic agent that does 
not impair osteogenesis. Neurosurgery. 2001;49(4):962–967.

https://doi.org/10.34133/bmr.0191

